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Disclosure to Promote the Right To Information 

Whereas the Parliament of India has set out to provide a practical regime of right to 
information for citizens to secure access to information under the control of public authorities, 
in order to promote transparency and accountability in the working of every public authority, 
and whereas the attached publication of the Bureau of Indian Standards is of particular interest 
to the public, particularly disadvantaged communities and those engaged in the pursuit of 
education and knowledge, the attached public safety standard is made available to promote the 
timely dissemination of this information in an accurate manner to the public. 
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NATIONAL FOREWORD 

This Indian Standard (Part 2/Sec 1) which is identical with IEC 60601-2-1 : 1998 'Medical electrical 
equipment — Part 2-1: Particular requirements for the safety of electron accelerators in the range 
1 MeV to 50 MeV issued by the International Electrotechnical Commission (IEC) was adopted by the 
Bureau of Indian Standards on the recommendation of the Electromedical Equipment Sectional 
Committee and approval of the Medical Equipment and Hospital Planning Division Council. 

The text of IEC Standard has been approved as suitable for publication as an Indian Standard without 
deviations. Certain conventions are, however, not identical to those used in Indian Standards. 
Attention is particularly drawn to the following; 

a) Wherever the words 'International Standard' appear referring to this standard, they should 
be read as 'Indian Standard'. 

b) Comma (,) has been used as a decimal marker, while in Indian Standards, the current 
practice is to use a point (.) as the decimal marker. 

Only the English text of the International Standard has been retained while adopting it as an Indian 
Standard, and as such the page numbers given here are not same as in the IEC Publication. 

Amendment No. 1 to the above International Standard has been given at the end of this publication. 

In this adopted standard, reference appears to certain International Standards for which Indian 
Standards also exist. The corresponding Indian Standards, which are to be substituted in their 
respective places, are listed below along with their degree of equivalence for the editions indicated: 

International Standard Corresponding Indian Standard Degree of 

Equivalence 

IEC 60601-1 : 1988 1) Medical electrical IS 13450 (Part 1) : 1994 Medical Identical 

equipment — Part 1: General electrical equipment: Part 1 General 
requirements for safety requirements for safety 

IEC/TR 60788 : 2004 Medical electrical IS 13807 : 1994 Medical radiology — Technically 
equipment — Glossary Terminology Equivalent 

The technical committee responsible for the preparation of this standard has reviewed the provisions 
of the following International Standards referred in this adopted standard and has decided that they 
are acceptable for use in conjunction with this standard: 

International Standard Title 

IEC 61217 : 1996 Radiotherapy equipment — Coordinates, movements and scales 

iEC 60601-1-4 : 2000 Medical electrical equipment — Part 1-4: General requirements for safety 

— Collateral standard: Programmable electrical medical systems 



Since revised in 2005. 
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Indian Standard 
MEDICAL ELECTRICAL EQUIPMENT 

PART 2 PARTICULAR REQUIREMENTS FOR THE SAFETY 
Section 1 Electron Accelerators in the Range 1 MeV to 50 MeV 

SECTION ONE - GENERAL 

The clauses and subclauses of this section of the General Standard apply, except as follows: 

1 Scope and object 

1.1 Scope 

Addition: 

This Particular Standard, with the inclusion of type tests and site tests, applies respectively 
to the manufacture and some installation 1 ' aspects of ELECTRON ACCELERATORS 2 ' 

- intended for radiotherapy in human medical practice, including those in which the 
selection and display of operating parameters can be controlled automatically by 

PROGRAMMABLE ELECTRONIC SUBSYSTEMS (PESS), 

- that, under normal conditions (nc) and in normal use, deliver a radiation beam of 
X-radiation and/or electron radiation having 

• nominal energy in the range 1 MeV to 50 MeV, 

• maximum absorbed dose 3 ' rates between 0,001 Gy x s~ 1 and 1 Gy x s~ 1 at 1 m from 
the radiation source, 

• normal treatment distances (ntds) between 0,5 m and 2 m from the radiation 
source, 

and 

- intended to be 

• for normal use, operated under the authority of appropriately licensed or qualified 
persons by operators having the required skills for a particular medical application, 
for particular specified clinical purposes, e.g. stationary radiotherapy or moving beam 
radiotherapy, 

• maintained in accordance with the recommendations given in the INSTRUCTIONS FOR 

USE, 

• subject to regular quality assurance performance and calibration checks by a qualified 
person, 

• used within the environmental and electrical supply conditions Specified in the technical 
description. 



In this Particular Standard, all references to installation refer to installation in the user's premises. 
See ICRP 33 (128) - (134) and (144) - (156). 

In this Particular Standard, all references to absorbed DOSE refer to absorbed dose in water. 

1 
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1.2 Object 

Addition: 

This Particular Standard establishes requirements to ensure the ionizing radiation safety and 
enhanced electrical and mechanical safety of electron accelerators, and specifies tests to 
check compliance with those requirements. 

NOTE - The adoption of this standard helps to ensure that the equipment 

• maintains patient safety during equipment movements and failure of the supply mains, 

• delivers the pre-selected radiation type, nominal energy, and absorbed dose, 

• delivers the radiation in accordance with the pre-selected relationship of the radiation beam to the patient, by 
utilizing stationary radiotherapy, moving beam radiotherapy, radiation beam modifying devices, etc., without 
causing unnecessary risk to the patient, the operator, other persons or the environment. 

1.3 Particular Standards 
Additional subclauses: 

1.3.101 Relationship to other standards and documents 

NOTE - See Appendix L for normative references. 

1.3.102 IEC 60601-1 

The requirements of this Particular Standard take priority over those of all other standards; it is 
to be read in conjunction with IEC 60601-1:1988, Medical electrical equipment - Part 1: 
General requirements for safety with its amendments 1 (1991) and 2 (1995) - hereinafter 
referred to as the General Standard - which it amends and supplements. As in the General 
Standard, the requirements are followed by compliance tests. 

Where there is no corresponding section, clause or subclause in this Particular Standard, the 
section, clause or subclause of the General Standard, although possibly not relevant, applies 
without modification. Where it is intended that any part of the General Standard, although 
possibly relevant, is not to be applied, a statement to that effect is given in this Particular 
Standard. Unless otherwise stated, all clauses of the General Standard shall apply. The term 
"this Standard" is used throughout to refer to the General Standard and this Particular Standard 
taken together. 

The numbering of sections, clauses and subclauses of this Particular Standard corresponds to 
that of the General Standard. The changes to the text of the General and Collateral Standards 
are SPECIFIED by the use of the following words: 

- "Replacement" means that the clause or subclause of the General Standard is replaced 
completely by the text of this Particular Standard; 

- "Addition" means that the text of this Particular Standard is additional to the requirements 
of the General Standard; 

- "Amendment" means that the clause or subclause of the General Standard is amended as 
indicated by the text of this Particular Standard. 

Subclauses, figures or tables that are additional to those of the General Standard are 
numbered starting from 101: additional annexes are lettered AA, BB, etc., and additional items 
aa), bb), etc. 
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1.3.103 IEC 61217 



This standard gives guidance on the designation of equipment movements, the marking of 
scales, their zero positions and the direction of movement with increasing value (see 6.3.101). 

1.5 Collateral Standards 

Additional subclauses: 

1.5.101 IEC 60601-1-1 

This Collateral Standard does not apply. 

1.5.102 IEC 60601-1-2 

Electromagnetic compatibility - Requirements and tests; see clause 36. 

NOTE - IEC 60601-1-2 applies to medical electrical equipment and ite (information technology equipment) 
used in medical applications, electron accelerators and their integral ue are not excluded from compliance with 
IEC 60601-1-2; it has not been possible at this date to determine fully whether further amendments to its 
requirements or tests will need to be made in addition to those given in clause 36 of this Particular Standard. 

1.5.103 IEC 60601-1-3 

This Collateral Standard does not apply. 

1.5.104 IEC 60601-1-4 

Programmable electronic subsystems (pess) - Requirements and tests: see 29.1.15 and 
52.1b). 

2 Terminology and definitions 

2.1 Equipment parts, auxiliaries and accessories 

Addition: 

NOTE - Annex AA lists defined terms alphabetically with their source reference. 
Additional definitions: 

2.1.101 
CONTROLLING TIMER 

device to measure the time during which irradiation occurs and, if a predetermined time is 
reached, to terminate irradiation 

2.1.102 

ELECTRON BEAM APPLICATOR 

beam limiting device for electron radiation beams 
2.1.103 

GANTRY 

that part of the equipment supporting the radiation head 
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2.1.104 

GEOMETRICAL RADIATION FIELD 

geometrical projection of the distal end of the beam limiting device on a plane orthogonal to 
the reference axis, as seen from the centre of the front surface of the target/electron 
radiation window. The geometrical radiation field may be defined at any distance from the 
front surface of the target for X-radiation, or from the electron radiation window for 
electron radiation 

2.1.105 
hard-wired 

term used where the features of a system can be modified only by physically removing and 
re-routing wires 

2.1.106 

INTERRUPTION OF IRRADIATION / TO INTERRUPT IRRADIATION 

stopping of/to stop irradiation and movements with the possibility of continuing without 
reselecting operating conditions 

2.1.107 

MOVING BEAM RADIOTHERAPY 

radiotherapy with any planned displacement of the radiation field or patient relative to each 
other or with any planned change of absorbed dose distribution 

2.1.108 

nominal energy (hereinafter referred to as energy) 

a) for electron radiation, energy stated by the manufacturer to characterize the radiation 
beam. This energy is approximately equal to the most probable energy at the surface of the 
measuring phantom, E Pi0 (See ICRU Report 35: Section 3.3; Energy, E p0 ) 

b) for X-radiation, the energy stated by the manufacturer to characterize the radiation 
beam 

2.1.109 

normal treatment distance (abbreviation: ntd) 

a) for electron irradiation, specified distance measured along the reference axis from the 
electron radiation window to the distal end of the electron beam applicator or to a 
specified plane 

b) for X-irradiation, specified distance measured along the reference axis from the front 
surface of the target to the isocentre or, for equipment without an isocentre, to a 
specified plane 

2.1.110 
PASSWORD 

for equipment under the control of a programmable electronic subsystem (pess), sequence 
of keystrokes that permits operator access for normal use or to reset interlocks and, with a 
different sequence of keystrokes, permits access for adjustment and maintenance 

2.1.111 

PATIENT SUPPORT 

the assembly of equipment that supports the patient 
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2.1.112 

PRIMARY/SECONDARY DOSE MONITORING COMBINATION 

utilization of two dose monitoring systems where one is arranged to be the primary and the 

Other the SECONDARY DOSE MONITORING SYSTEM 
2.1.113 

QUALIFIED PERSON 

person recognised by a competent authority as having the requisite knowledge and training to 
perform particular duties 

2.1.114 
RADIATION TYPE 

nature of the waves or corpuscles comprising the radiation, e.g. whether the radiation is 

X-RADIATION or ELECTRON RADIATION 

2.1.115 

REDUNDANT DOSE MONITORING COMBINATION 

utilization of two dose monitoring systems where both systems are arranged to terminate 
irradiation according to the pre-selected number of dose monitor units 

2.1.116 

RELATIVE SURFACE DOSE 

ratio of the absorbed dose on the reference axis, at the depth of 0,5 mm, to the maximum 
absorbed dose on the reference axis, both measured in a phantom with its surface at a 
specified distance 

2.1.117 

SITE TEST 

after installation, test of an individual device or equipment to establish compliance with 
specified criteria 

2.1.118 

TERMINATION OF IRRADIATION / TO TERMINATE IRRADIATION 

stopping of/to stop irradiation and movements, with no possibility of restarting without the 
reselection of all operating conditions (i.e. returning / to return to the preparatory state) 

NOTE - Events that terminate irradiation and stop movements include the following events 

• when the pre-selected value of dose monitor units is reached, 

• when the pre-selected value of elapsed time is reached, 

• a deliberate manual act, 

• the operation of an INTERLOCK, 

• in moving beam radiotherapy, when the pre-selected value of an angular or linear dimension is exceeded. 

2.1.119 

TRANSMISSION DETECTOR 

radiation detector through which the radiation beam passes 

2.1.120 

TYPE TEST 

for a particular design of device or equipment, test by the manufacturer to establish 
compliance with specified criteria 
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4 General requirements for tests 

4.1 Tests 

Additional subclause: 

4.1.101 Test grades 

Three grades of type test and two of site test procedures are specified in clause 29 of this 
Particular Standard. Their requirements are as follows: 

• Type test grade A: An analysis of equipment design, as related to the specified radiation 
safety provisions, which shall result in a statement included in the technical description, 
regarding the working principles or constructional means by which the requirement is 
fulfilled. 

• Type test / site test grade B: Visual inspection or functional test or measurement of the 
equipment. The test shall be in accordance with the procedure specified in this Particular 
Standard and shall be based on operating states, including fault condition states, which are 
achievable only without interference with the circuitry or construction of the equipment. 

• Type test / site test grade C: Functional test or measurement of the equipment. The test 
shall be in accordance with the principle specified in this Particular Standard. The site 
TEST procedure shall be included in the technical description. When the procedure involves 
operating states that require interference with circuitry or the construction of the 
equipment, the test should be performed by, or under the direct supervision of, the 
manufacturer or his agent. 

5 Classification 

Replacement: 

Equipment and its applied parts shall be classified by marking and/or identification as 
described in clause 6. This includes: 

5.1 According to the type of protection against electric shock: 

- CLASS! EQUIPMENT. 

5.2 According to the degree of protection against electric shock: 

- TYPE B APPLIED PARTS. 

5.3 According to the degree of protection against ingress of water detailed in IEC 60529 
(see 6.1 I)) 

- IPX0, unless otherwise specified. 

5.4 According to the method(s) of sterilization or disinfection recommended in the 

INSTRUCTIONS FOR USE. 

5.5 According to the degree of safety of application in the presence of a flammable 

ANAESTHETIC MIXTURE WITH AIR, or WITH OXYGEN OR NITROUS OXIDE: 

- equipment not suitable for use in the presence of a flammable anaesthetic mixture with 

AIR or WITH OXYGEN OR NITROUS OXIDE. 

5.6 According to the mode of operation: 

- continuous operation with intermittent loading, unless otherwise SPECIFIED. 



Addition: 
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Table 101 - Data required in the technical description to support 
clause 29 site test compliance 



Compliance 
subclause 


Statement regarding 

data from type tests 

grade A 


Details of, and results 

from, TYPE TESTS 

grade B 


Details of, and results 

from, TYPE TESTS 

grade C 


Specific procedures 

and test conditions 

for site tests grade C 


29.1.1.1 


b) d) e) 




d) 


a) b) c) 


29.1.1.2 


a)b) 




b)c) 


b) 


29.1.1.3 


d) e) f) 








29.1.1.4 


a) b) c) 






b)cj 


29.1.1 .5 


3) 






b) 


29.1.2 


a) b) c) 






b)c) 


29.1.3 


b) c) d) e) 






b) c) d) e) 


29.1.4 


a) b)c)d) e) f) g) 








29.1.5 


e) 




e) 




29.1.6 


e)h) 




<)9) 


e) f) g) h) 


29.1.7.1 








d) 


29.1 7.2 








d) 


29 1.7.3 1 


t 






t 


29 .1.7.3.2 








d) 


29.1 9 


b) 








29.1.10 


e) 








29.1.11 


t 








29.1 12 


a)c) 








29.1 13 


a) 








29.1.14 


a)b) 






a)b) 


29.1.15 


t 






t 


29.2.1 


t 








29.2.2 




t 






29.2.3 






t 




29.3.1.1 




a) b) c) d) 






29.3.1 2 


c) 


a) 1), a) 2), b) 




c) 


29.3 2 




t 




t 


29.3.3 




t 






29.3.4 


t 




t <- or-> 


t 


29.4.1 




a)b) 






29 4 2 






t 




29.4.3 


b) 


a) 






29 4 4 


t 








29.4.5 




t 






NOTE - t denotes requirement of subclause having no other specific identification. 
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6 Identification, marking and documents 

6.1 Marking on the outside of equipment or equipment parts 

d) Minimum requirements for marking on equipment and on interchangeable parts 

Addition: 

The dimensions of the geometrical radiation field at ntd and the distance from the distal 
end to ntd shall be clearly legible on the outside of all interchangeable and non-adjustable 

BLDS and ELECTRON BEAM APPLICATORS. 

Each manually interchangeable wedge filter shall be clearly marked to establish its 
identity. 

z) Removable protective means 

Addition: 

Where the requirements of this item are wholly or partly met by the nature of the 
installation, compliance at installation should be checked by inspection; the results should 
be included in the site test report. 

6.2 Marking on the inside of equipment or equipment parts 

Addition: 

aa) Removal of the covers of the radiation head shall expose symbol 14 of table D.1 of the 
General Standard, indicating "Attention, consult accompanying documents". 

6.3 Marking of controls and instruments 
Additional subclause: 

6.3.101 Provision of scales and indications for moving parts 

The following shall be provided: 

a) a mechanical scale or a numerical indication for each available movement; 

b) a light field, with an indication of the position of the reference axis; 

c) a scale or numerical indication of the distance along the reference axis from the front 
surface of the radiation source to the surface of the patient (radiation source to skin 
distance). 

The designation, direction of increasing value and zero position of all movements shall comply 
with IEC 61217 (see figure 108). 

Compliance is checked by inspection. 
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6.7 Indicator lights and push-buttons 

a) Colours of indicator lights 
Addition: 

Where indicator lights are used on the treatment control panel (tcp) or other control panels, 
the colours of the lights shall accord with the following: 

• RADIATION BEAM "on" yellow"' 

• ready state green 4 ' 

• urgent action required in response to an unintended state of operation., red 

• PREPARATORY STATE Other Colour 

Light emitting diodes (LEDs) are not considered to be indicator lights when 

- on any one tcp, all indications for which no particular colour is required are given by LEDs 
of the same colour, and 

- the indications for which particular colours are required are clearly distinguishable. 

6.8 Accompanying documents 

6.8.1 General 

Addition: 

NOTE - The instructions for use and technical description form part of the accompanying documents. With the 
exception of data required in the technical description to support clause 29 site test compliance, which are set out 
in table 101, clauses and subclauses in this Particular Standard that require the provision of information in the 
accompanying documents, instructions for use and technical description are given in table 102. 

6.8.2 Instructions for use 

a) General information 
Addition: 

- instructions for use shall contain 

• an explanation of the function of all interlocks and other radiation safety devices, 

• instructions for checking their correct operation, 

• a recommendation of the frequency with which such checks should be made, 



4) In the treatment room or at other locations, these states may require urgent action or caution; different 
colours, in accordance with table 3 of the General Standard, may therefore be used in such locations. 
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• the recommended inspection or replacement intervals for any parts having a safety 
function that are subject to impairment caused, during the normal use of the 
equipment, by the effects of ionizing radiation on the dielectric and/or mechanical 
strength of those parts. 

j) Environmental protection 
Addition: 

NOTE - The user's radiological protection adviser is, generally, the person responsible for the identification and 
disposal of material that may exhibit radioactivity. 

To assist the user's radiological protection adviser, the following data shall be provided: 

- energies and corresponding maximum absorbed dose rates at ntd under conditions of 
normal use for 

• X-radiation (with and without any added filter if normal use is possible in both these 
states), and 

• electron radiation; 

- dimensioned shape of the maximum geometrical radiation fields at ntd for X-radiation 
and electron radiation; 

- location(s), referenced to accessible points on the radiation head, of: 

• the front surface of the target, and 

• the electron beam radiation window; 

- available directions of the radiation beam; 

- if a radiation beam shield is incorporated, its transmission factor at each X-radiation 
energy; 

- guidance and precautions regarding the identification, handling and disposal of equipment 
or equipment parts that may exhibit radioactivity. 

6.8.3 Technical description 

a) General 
Addition: 

- full details of the environmental conditions and power supply required for normal use. 
Additional items: 

aa) Site test information 

The technical description shall contain the following: 

- statements resulting from type tests grade A; 

- details of, and results from, type tests grades B and C; 

- specific procedures and test conditions for site tests grade C; 
NOTE 1 - See table 101 for clause 29 site test compliance data requirements. 



10 
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- instructions on how to generate a described fault condition or, if not practicable, how to 
generate a test signal as close as practicable to the source of the signal that would have 
generated it, with a statement confirming that the test signal simulates the one that would 
be produced in a particular fault condition; 

NOTE - In some cases, one test signal may simulate more than one fault condition. 

- instructions on how to reset the equipment to the normal use condition after the 
completion of the site tests and how to verify this condition. 

NOTE 2 - The person responsible for the site tests should record the results in a report which will then form part 
of the accompanying documents; in addition, the site test report should contain at least the following: 

• name and address of user site; 

• model or type reference (type number) and serial number of the equipment; 

• name, status and employment address of all personnel taking part in the tests, and dates of their participation; 

• environmental and power supply conditions; 

• the actual conditions, when test conditions, procedures or devices differ from those given by the manufacturer, 
or where the information cannot be derived from this Particular Standard. 

Compliance is checked by inspection of the technical description. 

SECTION TWO - ENVIRONMENTAL CONDITIONS 

The clauses and subclauses of this section of the General Standard apply, except as follows: 

10 Environmental conditions 

Addition: 

NOTE - See 1.1, third dash, fourth bullet, and 6.8.3 a): Addition. 

10.2.2 Power supply 

a) Equipment shall be suitable for a power supply having: 

Amendment 

Amend second dash to read as follows: 

- a sufficiently low internal impedance to prevent voltage fluctuations between the on-load 
and off-load steady states exceeding ±5 %. 

SECTION THREE - PROTECTION AGAINST ELECTRIC SHOCK HAZARDS 
The clauses and subclauses of this section of the General Standard apply, except as follows: 

16 Enclosures and protective covers 

Additional item: 

aa) Where the requirements of this clause are wholly or partly met by the nature of the 
installation, compliance test methods shall be SPECIFIED in the ACCOMPANYING 

DOCUMENTS. 
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Compliance at installation should be checked by inspection and tests; the results should be 
included in the site test report (see also 57. 1 a)). 

Addition: 

Table 102 - Clauses and subclauses in this Particular Standard that require 

the provision of information in the accompanying documents, 

instructions for use and the technical description 

NOTE - The check reference is given as an aid for checking the availability of compliance documentation. 



Check 
reference 


ACCOMPANYING DOCUMENTS 


Instructions for use 


Technical description 


1 




1.1 




2 






1.1 


3 






4.1.101 


4 




5.4 




5 


6.1 djvia IEC 60601-1: 6.8.1/ 
6.1 d) 






6 


6.2 aa) 






7 


6.8/6.8.1 (Note) 






8 




6.8.2 a), j) 




9 






6.8.3 a), aa) 


10 


16 aa) 






11 : 1, 2, 4 




22.4.1 a) 1), a) 2) 


22.4.1 a) A) 


12 




22.4.2 d) 




13 




22.4.3 e) 




14 


22.7.101 






15 


28.101 b) 






16 






29 (see table 101) 


17 


29.1.1.1 c) (Note) 






18 






29.1.1.1 d) 


19 




29.1.2 b) 




20: b, c, e 






29.1.3 b), c), e). 


21 






29.1.4 f)(Note) 


22 




29.1.5 d) 




23 






29.1.7.3.1 


24 




29.1.10 e) 




25: a, c 




29.1.12 a), c) 




26 




29.1.13 a) 




27 




29.1.14 a) 




28 




29.1.15 f) 




29 






29.4.1 b) 


30 






29.4.3 b) 


31 


36 






32 




52.1 b) 




33 






57.1 a) 
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18 Protective earthing, functional earthing and potential equalization 

b) Addition: 

Protective earth conductors that are permanently fixed at installation to connect 
protective earth terminals of equipment to an externa! protective system should be 
adequately dimensioned, according to the requirements of national regulations, for each 
installation and for the maximum fault current that may occur there. 

Compliance at installation should be checked by inspection and test in accordance with the 
applicable national regulations. The results should be recorded in the site test report (see 
18f) and also 6.5, 57.5b), 58. 1, 58.2, 58.8 and 58.9). 

f) Replacement: 

Replace the first paragraph of the compliance test by the following: 

A current of 25 A or 1,5 times the rated current applicable to that part of the equipment 
under test, whichever is the lesser (±10 %), from a current source with a frequency of 50 Hz 
or 60 Hz and a no load voltage not exceeding 6 V, is passed for between 5 s and 10 s 
through the protective earth terminal and each accessible metal part which would 
become live in case of failure of basic insulation. 

19 Continuous leakage currents and patient auxiliary currents 

19.1 General requirements 

b) Replacement: 

The specified values of the continuous earth leakage current and the enclosure 
leakage current apply at normal operating temperature with a supply representative of a 
permanently installed power supply in any combination of the following: 

• in normal condition (nc) and in the specified single fault condition (sfc) (see 19.2): 

1) with the equipment energised in the preparatory state and with the worst possible 
combination of simultaneously powered movements, and 

2) with the equipment operating at maximum power consumption. 

The measured values for continuous earth leakage current and enclosure leakage 
current measured in normal condition, as required in 1) and 2) above, shall not 
exceed the allowable values given in 19.3. 

19.3 Allowable values 

Amendment: 

Amend the allowable values in table 4 for type b applied part, nc, as follows: 



Earth leakage current for 
equipment according to note 3 ' 


20 


Enclosurf leakage current 


0,5 
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SECTION FOUR - PROTECTION AGAINST MECHANICAL HAZARDS 

The clauses and subclauses of this section of the General Standard apply, except as follows: 

22 Moving parts 

Replacement: 

22.4 Powered movements (see figure 108) 

For the patient support system, these requirements shall apply when the system is unloaded 
and when it is loaded with a distributed mass of 135 kg. 

NOTE 1 - The phrase "to set-up automatically" or "automatic set-up" is used to denote the moving of equipment 
parts automatically to the positions required for the start of a patient treatment. 

NOTE 2 - The term "pre-programmed movements" is used where movement of equipment parts takes place 
according to a previously planned programme, without intervention by the operator, during a patient treatment; 
the treatment is referred to as a "pre-programmed treatment". 

22.4.1 Gantry, radiation head and patient support system 

a) General 

NOTE - A "failure of powered movements" is to be interpreted as the failure only of the supply mains 
associated with the powered movements. 

1) Where the possibility exists that failure of a powered movement during normal use 
might result in the patient becoming trapped, means shall be provided to permit the 
release of the patient; these means shall be described in the instructions for use. 

2) When the radiation head or any other part is provided with a device designed to 
reduce, in normal use, the risk of collision with the patient, the operation and 
limitations of each device shall be described in the instructions for use. 

3) Interruption or failure of powered movements or of the supply mains for the equipment, 
shall cause any parts in motion to be stopped within the limits given in parts b), 3) and 
c), 3) of this subclause. 

4) For automatic set-up and for the checks of pre-programmed movements before 
treatment, speed shall be reduced at least 5° before a planned stop angle and at least 
25 mm before a planned stop position; the speed reduction shall be such that overshoot 
does not exceed 2° for rotational displacements and 5 mm for linear displacements. 
Details of the speed reduction processes shall be included in the technical description. 

Compliance Is checked as follows: 

1) 2) by inspection of the instructions for use and the facilities provided; 

3) by interruption of the supply mains a) to powered movements, b) to the equipment, 
and measurement of the stopping distances. In order to eliminate the effects of 
variable personal reaction times, measurement shall start at the instant the 
personally actuated switch contacts open or close. In determining a stopping 
distance, the measurement shall be repeated five times; on each occasion, the part 
in motion shall stop within the allowable distance; 

4) by inspection and measurement, and by inspection of the technical description. 
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b) Rotational movements 

1) The minimum speed available for each movement shall not exceed 1°x s~ 1 . 

2) No speed shall exceed 7° xs~ 1 . 

3) When rotating at the speed nearest to, but not exceeding, 1° x s~\ the angle between 
the position of the moving part at the instant of operating any control to stop the 
movement and its final position shall not exceed 0,5° ; for speeds faster than 1°x s~ 1 , it 
shall not exceed 3°. 

Exception - Requirement 2) above does not apply to the beam limiting system (bls). 

c) Linear movements 

1) The minimum speed available for displacements 20, 21, 22 and 23 of the RADIATION 
field edges, and displacements 9, 10 and 11 of the patient support system shall not 
exceed 10 mm x s _1 . 

2) No speed shall exceed 100 mm x s~ 1 . 

3) The distance between the position of the moving part, at the instant of operating any 
control to stop the movement, and its final position shall not exceed 10 mm for any 
speed greater than 25 mm x s~ 1 , and 3 mm for speeds not exceeding 25 mm x s _1 . 

Compliance with b) and c) is checked, using suitable measuring instruments, by measurement 
of speeds of moving parts and their stopping distances. In order to eliminate the effects of 
variable personal reaction times, measurement shall start at the instant the personally actuated 
switch contacts open or close. In determining a stopping distance, the measurement shall be 
repeated five times; on each occasion, the part in motion shall stop within the allowable 
distance (see also 22.4.3, 22.7. 101, 27. 101 and 29. 1.6f)). 

22.4.2 Operation of movements of equipment parts from inside the treatment room 

a) It shall not be possible to operate motorized movements of equipment parts which may 
cause physical injury to the patient, without continuous personal action by the operator 
on two switches simultaneously. Each switch, when released, shall be capable of 
interrupting movement; one switch may be common to all movements. 

NOTE - Linear or rotational adjustments of blds are not considered to be likely causes of injury to the patient 
unless accessories are fitted that do not have integral safety devices/touchguards or are otherwise considered 
to present a safety hazard, e.g. some types of electron beam applicators. 

b) For equipment intended to be set up automatically, it shall not be possible to initiate or 
maintain movements associated with this condition without continuous personal action by 
the operator simultaneously on the automatic set-up switch and a switch common to all 
movements. 

c) The switches required in a) and b) above shall be located close to the patient support 
system, so that, by careful observation, the operator can avoid possible injury to the 
patient. At least one of the switches required in a) and b) shall be hard-wired. 

d) The instructions for use shall contain advice that, when either an intended remotely 
controlled movement from the TCP or a pre-programmed movement is included in the 
treatment prescription, with the patient finally positioned, a check of all intended or 
planned movements should be made by the operator before leaving the TREATMENT room. 

Compliance is checked by inspection. 
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22.4.3 Operation of movements of equipment parts from outside the treatment room 

a) It shall be impossible to initiate or maintain movements associated with automatic set-up 
without continuous personal action by the operator simultaneously on the automatic set- 
up switch and a switch common to all movements. Each switch, when released, shall be 
capable of stopping movement; at least one of the switches shall be hard-vvired. 

b) After equipment parts have been set up automatically and/or pre-programmed, it shall be 
impossible to adjust any movement parameter before the pre-programmed treatment has 
been completed, without causing termination of irradiation. 

c) For equipment that has not been pre-programmed, it shall be impossible to adjust any 
movement parameter during irradiation without causing termination of irradiation. 

d) For equipment that has not been pre-programmed, it shall be possible to adjust movement 
parameters before irradiation, or after termination of irradiation, but only when there is 
continuous personal action by the operator on two switches simultaneously. Each switch, 
when released, shall be capable of stopping movement; one switch shall be hard-wired 
and common to all movements. 

e) The instructions for use shall include the recommendation that the operator should 
have an unobstructed view of the patient before and during irradiation. 

f) Any interruption of irradiation or termination of irradiation, shall cause all equipment 
parts in motion to be stopped within the limits given in 22.4.1. 

Compliance is checked for a), b), c), d) and e) by inspection; and for f) as required in 22.4. 1. 

22.7 Additional subclause: 

22.7.101 Motors emergency stop 

Readily identifiable and accessible means shall be provided in hard-wired circuits near to, or 
on, the patient support system and the tcp, for emergency switching of all supply mains to 
the movement systems; when operated, any movement shall stop within the limits given in 
22.4.1. The means provided near to, or on, the tcp shall also terminate irradiation. The time 
to effect these disconnections shall not exceed 100 ms. When any of the means are to be 
incorporated on site by the USER, the requirements and site test procedures shall be 
specified in the accompanying documents; the results should be incorporated in the site test 
report. 

Compliance is checked by inspection of the accompanying documents, and by inspection and 
measurement of stopping distances and disconnection times using suitable measuring 
instruments; in order to eliminate the effects of variable personal reaction times, measurements 
shall start at the instant the personally actuated switch contacts open or close. 
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27 Pneumatic and hydraulic power 

Additional subclause: 

27.101 Change of pressure 

If a hazardous situation can arise from a change in the pressure of a system used to provide 
power for movements, all movement shall stop from any speed within the limits specified in 
22.4.1. 

Compliance is checked by simulation of a fault condition, operation of protective devices and 
measurement of stopping distances. 

28 Suspended masses 

Additional subclause: 

28.101 Attachment of accessories 

a) Where means are provided to permit the attachment of ACCESSORIES supplied by the 
manufacturer, in particular those for shaping the radiation beam or influencing the 
absorbed dose distribution, such means shall be designed to retain those accessories 
securely under all conditions of normal use. 

Compliance is checked by inspection, and by consideration of design data and applied 
safety factors. 

b) The accompanying documents shall contain maintenance requirements, and define the 
conditions and limits of use for the accessories supplied; they should include guidance 
regarding design limits for other accessories manufactured or commissioned by the user. 

Compliance is checked by inspection. 

SECTION FIVE - PROTECTION AGAINST HAZARDS 
FROM UNWANTED OR EXCESSIVE RADIATION 

The clauses and subclauses of this section of the General Standard apply, except as follows: 

29 X-RADIATION 
Replacement: 

29 Ionizing radiation safety requirements 

NOTE 1 - To comply with the radiation safety requirements of this Particular Standard, equipment should be in 
line with clause 29 and with subclauses 1.1, 1 .2, 4.1 .101, 6.3.101, 6.7a) and 6.8. 

NOTE 2 - Throughout this clause, data for a percentage absorbed dose requirement should be obtained from 
measurements made using identical settings of oose monitor units and, except where alterations are essential for 
the comparison, identical parameters. 
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29.1 Protection against incorrect absorbed dose in the treatment volume 
29.1 .1 Monitoring and control of absorbed dose 

Two independent dose monitoring systems shall be provided. 

29.1 .1 .1 Dose monitoring systems 

The radiation detectors specified in 29.1.1.2 shall form part of two DOSE MONITORING 
systems from whose outputs, displayed as dose monitor units, the absorbed dose at a 
reference point in the treatment volume can be calculated. 

The dose monitoring systems shall satisfy the following requirements: 

a) malfunctioning of one dose monitoring system shall not affect the correct functioning of 
the other; 

b) failure of any common element that could change the response of either dose monitoring 
system by more than 5 % shall terminate irradiation; 

c) when separate power supplies are used, failure of either supply shall terminate 
irradiation; 

NOTE - Failure of a power supply includes failure to supply a voltage or current within the range necessary for 
correct functioning of the dose monitoring system as specified in the accompanying documents. 

d) the dose monitoring systems shall be arranged either as a redundant dose monitoring 
combination or as a primary/secondary dose monitoring combination. In the case of a 
redundant dose monitoring combination, both systems shall be capable of the 
performance stated in the technical description. In the case of a primary/secondary dose 
monitoring combination, at least the primary dose monitoring system shall be capable of 
the stated performance. Whichever combination is provided, its performance for absorbed 
dose rates up to twice the specified maximum shall be included in the technical 
description; 

e) if selected circuit parameters in the dose monitoring systems are changed automatically 
with changes of radiation type or energy, the changes in one dose monitoring system 
shall be independent of those in the other system. 

Compliance is checked as follows: 

a) Site test grade C - Principle: verification of the functioning of each dose monitoring 
system with generated or simulated malfunction of the other system. 

b) Type test grade A - Statement regarding which elements are common to both systems, 
and how failure of each of these elements will terminate irradiation. 

b) Site test grade C - Principle: verification of the functioning of the interlock producing 
termination of irradiation by simulation of failure of each common element. 

c) Site test grade C - Principle: verification of the functioning of the interlock producing 
termination of irradiation, by generation or simulation of power failure. 
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d) Type test grade C - Principle: verification of the functioning of the DOSE MONITORING 
systems at up to twice the specified absorbed dose rates for the equipment in which 
they are used; functioning may also be verified with the systems removed from the 
equipment and tested by other means. 

d) Type test grade A - Statement regarding the performance of the chosen combination of 
dose monitoring systems. 

e) Type test grade A - Statement regarding the independence of systems with change of 
circuit parameters. 

29.1.1.2 Radiation detectors 

a) Two radiation detectors shall be provided in the radiation head; at least one of these 
shall be a transmission detector centred on the reference axis on the patient side of all 

FIELD FLATTENING and BEAM SCATTERING FILTERS. 

b) The radiation detectors may be of permanent or movable type. Permanent radiation 
detectors shall be removable only by using tools. Movable radiation detectors shall be 
interlocked to prevent irradiation if they are incorrectly positioned; means shall be 
provided to ensure that operation of the interlocks is tested before each irradiation. 
Movement of a radiation detector away from the reference axis during irradiation shall 
terminate irradiation. 

c) Hermetically sealed radiation detectors shall be sealed independently of one another. 
A certificate of integrity of sealing, at the date of test, should accompany all radiation 
detectors. 

NOTE - If a certificate is supplied, the user should record the date of the integrity test when installing a spare 

RADIATION DETECTOR. 

Compliance is checked as follows: 

a) Type test grade A - Statement regarding the position of the axis-centred radiation 
detector and the field flattening and beam scattering filters. 

b) Type test grade A - Statement regarding the operation of the interlocks and how to 
ensure that their operation is tested before each irradiation. 

b) Type test grade C - Principle: verification that 

• the displacement of each radiation detector, in turn, from the reference axis, 
prevents irradiation, 

• with the radiation detectors correctly positioned, termination of irradiation occurs 
at all electron and X-radiation energies when any radiation detector is moved 
away from the reference axis. 

b) Site test grade C - Principle: verification of the functioning of the interlocks by 
generation or simulation of the fault condition. 

c) Type test grade C - Principle: verification of the integrity of seals. 

NOTE - Each radiation detector supplied, including spares, should be accompanied by a certificate of integrity of 
sealing at the date of test. 
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29.1.1.3 Selection and display of dose monitor units 

a) The displays from the dose monitoring systems should be clearly legible, of the same 
design, placed close together and close to a display of the pre-selected number of dose 
monitor units at the TCP. Each of the displays shall have only one scale and no scale 
multiplying factor. 

b) In systems employing visual display terminals, two independent visual display terminals 
shall be used or, when the readings of both dose monitoring systems are displayed on 
the same visual display terminal, a back-up visual display terminal or a conventional 
display shall also be used for at least one of the readings. 

c) Any primary/secondary dose monitoring combination shall have separate, clearly 
identified displays. 

d) The displays of dose monitor units shall show increasing numbers, so that an overdose 
will give a reading and, together with the display of the pre-selected number of DOSE 
monitor units, shall maintain their readings after interruption or termination of 
irradiation. 

e) Before a new irradiation can be initiated, it shall be necessary to reset the displays to 
zero, irradiation shall not be possible until a selection of dose monitor units has been 
made at the TCP. 

f) In the event of failure of the supply mains, or a component, which causes interruption or 
termination of irradiation, the dose monitor unit information displayed at the time of 
failure shall be stored in a displayable form in at least one system for a minimum of 
20 min. 

Compliance is checked as follows: 

a) b) c) Site test grade B - Procedure: inspect the displays. 

d) e) f) Type test grade A - Statement regarding displays and overdose condition. 

d) Site test grade B - Procedure: verify display readings after interruption of 
irradiation and after termination of irradiation. 

e) Site test grade B - Procedure: at one energy for each radiation type, initiate 
irradiation and observe the functioning of the three displays; without zeroing the 
displays, attempt to initiate irradiation. Zero the displays and, without making a 
selection of dose monitor units, again attempt to initiate irradiation. 

f) Site test grade B - Procedure: generate a display of dose monitor units, switch off 
supply mains, verify that the displayed dose information is retained for at least 
20 min. 

29.1 .1 .4 Termination of irradiation by the dose monitoring system 

a) Both dose monitoring systems shall be capable, independently, of terminating 
irradiation. Means shall be provided to test the correct operation of both systems. 

b) Both systems in a redundant dose monitoring combination shall be set to terminate 
irradiation when the selected number of dose monitor units has been reached. 
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The PRIMARY DOSE MONITORING SYSTEM of a PRIMARY/SECONDARY DOSE MONITORING 

combination shall be set TO terminate irradiation when the selected number of DOSE 
monitor units has been reached; the secondary dose monitoring system shall be set to 
terminate irradiation when the pre-seiected number of dose monitor units has been 
exceeded, either by not more than 10 % if a percentage margin is used, or by not more than 
the equivalent of 0,25 Gy absorbed dose at ntd if a fixed margin is used. Where there is a 
choice between fixed and percentage margins, the one providing the lesser difference shall 
be used. 

c) Interlocks shall ensure that the system that has not caused termination of irradiation is 
tested between, or prior to, irradiations to verify its capability to terminate irradiation. 

Compliance is checked as follows: 

a)b) Type test grade A - Statement regarding the DOSE monitoring systems and margins 
(where used). 

b) Site test grade C - Principle: verification of the functioning of termination of 
irradiation by each system when the other is disabled. Test at one energy for each 

RADIATION TYPE. 

c) Type test grade A - Statement regarding how to ensure that the capability of the non- 
terminating system to terminate irradiation is verified between, or prior to, 
irradiations. 

c) Site test grade C - Principle: verification of the functioning of interlocks at one 
energy for each radiation type. 

29.1 .1 .5 Monitoring of distribution of absorbed dose 

To protect against gross distortion of the distribution of absorbed dose, e.g. resulting from 
failure of fixed added filters, electronic control systems or computer based control systems 

a) the radiation detectors described in 29.1.1.2, or other radiation detectors, shall 
monitor different parts of the radiation beam to detect symmetrical and non-symmetrical 
changes of the dose distribution; 

b) means shall be provided to terminate irradiation before an additional absorbed dose of 
0,25 Gy is delivered when, at the depth specified for flatness measurements, either the 
absorbed dose distribution is distorted by more than 10%, or the signals from the 
radiation detectors indicate a change greater than 10 %, in the absorbed dose 
distribution. 

Compliance is checked as follows: 

a) Type test grade A - Statement regarding how to ensure that different parts of the 
radiation beam are monitored by the radiation detectors. 

b) Site test grade C - Principle: verification that an interlock operates to terminate 
irradiation before an additional absorbed dose of 0,25 Gy is delivered to the radiation 
field at the depth specified for flatness measurements when a distortion, equivalent to a 
change of greater than 10 % in the absorbed dose distribution, is induced by specified 
means. An elapsed time of at least 2 s shall be allowed between the time radiation is first 
emitted and the introduction of the distortion. This test shall be conducted for all available 
energies of X-radiation, and at the maximum and minimum energies for electron 
radiation. 
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29.1.2 Controlling timer 

a) A controlling timer, with a display at the TCP, shall be provided. It shall 

1) be a "count-up" type, 

2) switch on and off with irradiation, 

3) retain its reading after interruption or termination of irradiation, 

4) require resetting to zero after termination of irradiation before a subsequent irradia- 
tion is possible, 

5) protect against failure of the dose monitoring systems by terminating irradiation 
when a pre-selected time has elapsed, 

6) be independent of any other system or subsystem controlling the termination of 
irradiation. 

b) Means shall be provided to limit the setting of the controlling timer to a value, given in 
the instructions for use, which is not greater than 120 % of the time required to deliver 
the intended number of dose monitor units, or 0,1 min, whichever is the greater, as 
calculated from the set dose and expected dose rate. 

c) Means shall ensure that the ability of the controlling timer to terminate irradiation is 
tested between, or prior to, irradiations. 

d) The controlling timer shall be graduated; 

1) either in minutes and decimals of minutes, 

2) or in seconds, 

but not in any combination of 1) and 2). 

Compliance is checked as follows: 

a) Type test grade A - Statement regarding 6): independence of termination of irradiation. 

a) Site test grade B - Procedure: at one energy for each radiation type, verify that the 

CONTROLLING TIMER 

1) counts up with irradiation, 

2) switches on and off with irradiation, 

3) retains its reading after interruption or termination of irradiation, 

4) requires resetting to zero after termination of irradiation before a subsequent 
irradiation can be initiated, 

5) terminates irradiation when the pre-selected time has elapsed. 

b) Type test grade A - Statement regarding the value of the time margin. 

b) Site test grade C - Principle: verification of the value of the limit setting. 

c) Type test grade A - Statement regarding how to ensure that the capability for termination 
of irradiation is tested between, or prior to, irradiations. 

c) Site test grade C - Principle: verification of the functioning of the interlocks. 

d) Site test grade B - Procedure: inspect the graduations of the controlling timer. 
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29.1.3 Absorbed dose rate 

a) A dose rate monitoring system shall be provided. There shall be a display of the reading 
of this system at the tcp (number of dose monitor units per second, or per minute) from 
which the absorbed dose rate at a reference point in the treatment volume can be 
calculated. The radiation detector(s) described in 29.1.1.2 may form part of this dose 

rate monitoring system. 

b) If, under any fault conditions, the equipment can deliver an absorbed dose rate at ntd of 
more than twice the maximum specified in the technical description, means shall be 
provided to terminate irradiation when the absorbed dose rate exceeds a value of not 
more than twice the maximum specified. The value of the absorbed dose rate that 
produces termination of irradiation shall be given in the technical description. 

c) If, under any fault conditions, the equipment can deliver an absorbed dose rate at ntd of 
more than ten times the maximum specified in the technical description, a radiation beam 
monitoring device, which shall use a circuit independent of the DOSE rate monitoring 
system, shall be incorporated on the patient side of the radiation beam distribution 
system. This shall limit the excess absorbed dose at any point in the radiation field to 
less than 4 Gy. The value of the excess absorbed dose shall be given in the technical 
description. 

NOTE 1 - In equipment capable of producing both X-radiation and electron radiation, the termination of 
irradiation may need to be completed before the generation of the next pulse of radiation. 

NOTE 2 - Only one dose rate monitoring system is required by items a) and b) of this subclause, thus the 
second dose monitoring system may be used to meet the requirements of item c). 

d) The means that protect against a possible overdose due to an absorbed dose rate of 
more than twice the specified maximum, and limit the excess absorbed dose to less than 
4 Gy, as required respectively in b) and in c) above, shall be tested between, or prior to, 

irradiations for their ability to function. 

e) If the absorbed dose rate at ntd, averaged over any continuous time interval of not more 
than 5 s, is less than the intended absorbed dose rate by a factor given in the technical 
description, termination of irradiation shall occur. 

NOTE - During the first 1 s of irradiation, the factor may differ from that associated with the remainder of the 

irradiation. 

Compliance is checked as follows: 

a) Site test grade B - Procedure: verify display of the readings at one energy for each 

RADIATION TYPE. 

b) Type test grade A - Statement regarding the values of maximum specified absorbed 
dose rate and of the excess absorbed dose rate that cause termination of irradiation. 

b) Site test grade C - Principle: verification of the functioning of the means for producing 
termination of irradiation. 

c) Type test grade A - Statement regarding the design of radiation beam monitoring device 
and the value of the excess absorbed dose that causes termination of irradiation. 

c) Site test grade C - Principle: verification of the functioning of the radiation beam 
monitoring device by generating or simulating excess electron beam current. 

d) Type test grade A - Statement regarding testing between, or prior to, irradiations. 
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d) Site test grade C - Principle: verification of the functioning of the interlock(S) by 
attempting to irradiate when the means to limit absorbed dose rate and absorbed dose 
have not been tested. 

e) Type test grade A - Statement regarding termination of irradiation. 

e) Site test grade C - Principle: verification of termination of irradiation by generation or 
simulation of a change of the absorbed dose rate by the given factor. 

29.1.4 Selection and display of radiation type 

For equipment capable of both X-radiation and electron radiation: 

a) after termination of irradiation, further irradiation shall be prevented until the selection 
of radiation type has been made afresh at the TCP; 

b) where selection of the radiation type requires action in the treatment room and at the 
tcp, selection at one location shall not give a display at the other until selection in both 
locations has been completed; 

c) irradiation shall be prevented if any selection made in the treatment room does not 
agree with the selection made at the tcp; 

d) the radiation type selected shall be displayed at the tcp before and during irradiation; 

e) an interlock shall ensure that only the selected radiation type can be emitted; 

f) interlocks shall prevent X-irradiation when accessories specified for electron 
irradiation are fitted, e.g., electron beam applicators, and shall prevent electron 
irradiation when accessories specified for X-irradiation are in place, e.g. wedge 

filters; 

NOTE - As a special procedure when electron radiation is selected, a limited amount of X-ihraqiation 
absorbed dose may be delivered for portal imaging of the radiation field. When this facility is available, a 
typical procedure and the value of any limit of associated absorbed dose should be given in the technical 
description. 

g) X-irradiation shall be prevented when radiation beam distribution or current control 
devices specified for electron irradiation are in place, e.g., electron beam scattering 
filters or electron radiation beam scanning devices. Electron irradiation shall be 
prevented when radiation beam distribution or current control devices specified for 
X-irradiation are in place, e.g. X-radiation field flattening filters. 

Compliance is checked as follows: 

a) to g) Type test grade A - Statement regarding the means used to ensure compliance. 

a) Site test grade B - Procedure: attempt to initiate irradiation without selecting 

RADIATION TYPE. 

b) d) Site test grade B - Procedure: verify functioning of displays for all possible 

selections. 

c) e) Site test grade B - Procedure: verify functioning of specified interlocks. 

f) g) Site test grade B - Procedure: verify functioning of specified interlocks when 
incorrect radiation beam modifying accessories are fitted. 
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29.1.5 Selection and display of energy 



a) After termination of irradiation, further irradiation shall be prevented until the selection 
of energy has been made afresh at the TCP. This condition shall not apply to EQUIPMENT 
capable of generating radiation beams of only one energy. 

b) Where the selection of energy requires action in the treatment room and at the TCP, 
selection at one location shall not give a display at the other until the selection at both 
locations has been completed. 

c) Irradiation shall be prevented if any selection made in the treatment room does not 
agree with the selection made at the TCP. 

d) Equipment capable of generating radiation beams of different energies shall display at 
the tcp, before and during irradiation, the value of the selected energy as specified in 
the instructions for use. 

e) Irradiation shall be terminated if the mean energy, E^, of the electrons striking: 

- the X-radiation target, deviates by more than ±20 % during X-irradiation, 

- the electron radiation window, deviates by more than ±20 % or ±2 MeV, whichever is 
the lesser during electron irradiation, 

from the value of mean energy that would occur under normal operating conditions for the 
selected energy and mode of operation. 

Compliance is checked as follows: 

a) Site test grade B - Procedure: attempt to initiate radiation without selecting an 

ENERGY. 

b) d) Site test grade B - Procedure: verify functioning of the displays for SPECiFtED 

selections. 

c) Site test grade B - Procedure: verify functioning of the specified interlocks. 

e) Type test grade A - Statement regarding interlock. operation. 

e) Type test grade C - Principle: operation of the interlock with irradiation, performed 
under conditions of the specified mean energy deviation at all selectable energies. 

29.1.6 Selection and display of stationary radiotherapy and moving beam radiotherapy 

For equipment capable of stationary radiotherapy and moving beam radiotherapy: 

a) after termination of irradiation, further irradiation shall be prevented until stationary 
radiotherapy or moving beam radiotherapy has been selected afresh at the tcp; 

b) where selection of any operating condition requires action in the treatment room and at 
the tcp, selection at one location shall not give a display at the other until the selection in 
both locations has been completed; 

c) irradiation shall be prevented if any selection made in the treatment room does not 
agree with the selection made at the tcp; 



5) 



See ICRU, Report 35: section 3.3 (Energy). 
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d) the mode of operation and, where selectable for moving beam radiotherapy, the directions 
of motion shall be displayed at the tcp; 

e) if there is movement during stationary radiotherapy, termination of irradiation shall 
occur; 

f) during moving beam radiotherapy, termination of irradiation shall occur if the actual 
position of a moving part differs by more than 5° or 10 mm at ntd from the position required 
by calculation using the actual dose monitor units delivered; information sufficient to 
enable the continuation of irradiation shall be available for at least 20 min (see also 
29.1.1.3 f)); 

g) the interlocks implicit in f) shall include two position sensors, arranged as a redundant 
combination, so that malfunction of one shall not affect the functioning of the other; 

h) for moving beam radiotherapy, if a rotational movement can be performed from a selected 
start angle to a selected stop angle in either clockwise or counterclockwise directions (e.g. 
by continuous rotation of gantry, bld or patient support system through the 180° 
position), a selection of the direction of rotation shall be required at the tcp. When 
clockwise rotation is selected, irradiation shall be terminated during counterclockwise 
rotation, and vice versa. 

Compliance is checked as follows: 

a) Site test grade B - Procedure: attempt to initiate irradiation without selection of 

STATIONARY or MOVING BEAM RADIOTHERAPY, at one ENERGY for each RADIATION TYPE. 

b) d) Site test grade B - Procedure: verify functioning of the displays for the specified 

selections. 

c) Site test grade B - Procedure: verify functioning of the interlock preventing 
irradiation for all non-agreeing selection operations. 

e) Type test grade A - Statement regarding the changes in rotational angle and linear 
displacements that cause termination of irradiation. 

e) Site test grade C - Principle: verification of the type test data. 

f) g) Type test grade C - Principle: 

1) verification of the functioning of interlocks under specified fault conditions at two 
widely separated positions, with one of each pair of position sensors disabled in turn, 
at maximum and minimum speeds in each rotation and displacement direction (see 
22.4. 1); 

2) verification that information to enable irradiation to be continued is available 20 min 
after termination of irradiation. 

f) g) Site test grade C - Principle: verification of the functioning of interlocks with one of 
each pair of position sensors disabled in turn, and verification that information to allow 
irradiation to be continued, is available 20 min after termination of irradiation. 

h) Type test grade A - Statement regarding termination of irradiation when attempting 
rotation movement in the opposite direction to that selected. 

h) Site test grade C - Principle: verification of inhibition of irradiation after selecting 
moving beam radiotherapy and attempting to initiate irradiation: 

• without selecting either direction of rotation, 

• selecting clockwise rotation and then rotating counterclockwise, 

• selecting counterclockwise rotation and then rotating clockwise. 
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29.1.7 Radiation beam production and distribution systems 

29.1.7.1 Selection and display of targets or other movable radiation beam production 
devices 

For equipment having interchangeable targets or other movable radiation beam production 
devices (e.g. energy slits): 

a) if more than one of the same type of device can be used at one ENERGY' for one radiation 
type, irradiation shall be prevented until the selection of a specific device has been 
made and its identity displayed at the tcp; 

b) where the selection of any operating condition requires action in the treatment room and 
at the TCP, selection at one Jocation shall not give a display at the other until the selection 
at both locations has been completed; 

c) irradiation shall be prevented if any selection made in the treatment room does not 
agree with the selection made at the tcp; 

d) two independent interlocks shall prevent or terminate irradiation if any element of the 
device is not positioned correctly. 

Compliance is checked as follows: 

a) Site test grade B - Procedure: attempt to initiate irradiation without selecting a specific 
device; verify functioning of the display. 

b) Site test grade B - Procedure: verify functioning of the displays for specified selections. 

c) Site test grade B - Procedure: verify functioning of the interlocks preventing irradiation 
for all non-agreeing selections. 

d) Site test grade C - Principle: the disablement of one of the interlocks and the attempted 
initiation of irradiation with each device incorrectly positioned; repeat with the other 
interlock disabled. 

29.1.7.2 Selection and display of field flattening and beam scattering filters 

For equipment incorporating movable field flattening or beam scattering filters: 

a) if more than one filter system can be used at one energy of one radiation type 

1) irradiation shall be prevented until a new selection, either of a specific field 
flattening filter or of a specific beam scattering filter, has been made at the tcp, 

2) the identity of the filter(s) in use shall be displayed at the TCP; 

b) where the selection of a filter can be made in the treatment room and at the tcp, 
selection at one location shall not give a display at the other until the selection in both 
locations has been completed; 

c) irradiation shall be prevented if any filter selection made in the treatment room does 
not agree with the selection made at the tcp; 

d) two independent interlocks shall prevent or terminate irradiation if the selected 
filter(S) is(are) not correctly positioned; 

e) any filter which is removable by hand shall be clearly marked to establish its identity. 
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Compliance is checked as follows: 

a) Site test grade B - Procedure: 

1) attempt to initiate irradiation without the selection of a specific filter; 

2) verify functioning of the DISPLAY. 

b) Site test grade B - Procedure: verify functioning of the displays for the specified 
selections. 

c) Site test grade B - Procedure: verify functioning of the interlocks preventing irradiation 
for all non-agreeing selections. 

d) Site test grade C - Principle: disablement of one interlock and the attempted initiation of 
irradiation with each filter positioned incorrectly; repeat with the second interlock 
disabled. 

e) Site test grade B - Procedure: visually inspect all filter(s) for identity markings and 
compare them with the displays in a) 2) above. 

29.1.7.3 Radiation beam distribution systems not using field flattening or beam 

SCATTERING FILTERS 

NOTE - In this subclause, "radiation beam distribution systems" are hereinafter referred to as "distribution 
systems": 

The following requirements are additional to those of 29.1.7.1. 

29.1.7.3.1 Equipment in which the distribution is achieved by means other than those 
using field flattening or beam scattering filters, e.g. by electron beam 
scanning 

Two independent devices, with corresponding interlocks, shall monitor the control signals to 
prevent or terminate irradiation when the values of the control signals exceed the limits 
specified in the technical description. 

Compliance is checked as follows: 

Type test grade A - Statement regarding prevention or termination of irradiation when 
control signals exceed specified limits. 

Site test grade C - Principle: verification, at one energy for each radiation type, of the 
functioning of control signal monitors and of the interlocks preventing or terminating 
irradiation. 

29.1.7.3.2 equipment incorporating selectable distribution systems 

a) After termination of irradiation, further irradiation shall be prevented until the selection 
of a specific distribution system has been made afresh at the tcp. 

b) Where selection of any distribution system can be made in the treatment room and at the 
tcp, selection at one location shall not give a display at the other until the selection in both 
locations has been completed. 

c) Irradiation shall be prevented if the selection of the distribution system made in the 
treatment room does not agree with that made at the tcp. 

d) Two independent interlocks shall prevent irradiation if the selected distribution system is 
not correctly positioned. 

e) The identity of the distribution system in use shall be displayed at the TCP. 

f) Any distribution system which is removable by hand shall be clearly marked to establish its 
identity. 
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Compliance is checked as follows 



a) Site test grade B - Procedure: attempt to initiate irradiation without selecting a specific 
distribution system. 



b) 
c) 
d) 



Site test grade B 
selections. 



Procedure: verify functioning of the displays for the specified 



Site test grade B - Procedure: verify functioning of the interlocks preventing irradiation 
for all non-agreeing selections. 

Site test grade C - Principle: disablement of one interlock and attempted initiation of 
irradiation with each distribution system positioned incorrectly; repeat with the second 
interlock disabled. 



e) Site test grade B - Procedure: verify functioning of the display. 

f) Site test grade B - Procedure: visually inspect all distribution systems for identity 
markings and compare them with the displays in e) above. 

29.1 .8 Selection and display of wedge filters 

a) After termination of irradiation, further irradiation shall be prevented until a specific 
wedge filter, or "no wedge filter", has been selected afresh at the TCP. 

b) Where selection of a wedge filter requires action in the treatment room and at the tcp, 
selection at one location shall not give a display at the other until the selection in both 
locations has been completed. 

c) Irradiation shall be prevented if any selection made in the treatment room does not 
agree with the selection made at the tcp. 

d) Equipment supplied with a system of wedge filters shall be provided with a display at the 
tcp showing which wedge filter (or "no wedge filter") is in use; each wedge filter shall 
be clearly marked to establish its identity (see 6.1 d)). 

e) Irradiation shall be prevented if a selected wedge filter is incorrectly positioned. 

f) There shall be a clearly visible indication in the treatment room, of the orientation of the 
thin end of the wedge filter which, in the 0° position of bls and wedge filter rotation, 
shall point towards the gantry (see figure 108 axis 4, and IEC 61217, subclause 2.5 and 

figure 7). 

g) When a wedge filter can be positioned otherwise than as in f) above (see IEC 61217, 
subclause 2.5 and figure 7), then, in addition to the requirements of a), b), c), d) and e), 
there shall be a display in the treatment room and at the tcp of: 

1) the angular displacement of the wedge filter relative to the 0° position specified in f); 
and 

2) the linear displacement(s) of the axis of rotation of the WEDGE FILTER from the axis of 
rotation of the bls. 

h) For equipment supplied with a mechanism, removable only by using tools, for automatically 
inserting and retracting wedge filters, displays shall show: 

1) when the selected wedge filter has been correctly inserted; and 

2) either i) the pre-selected number of dose monitor units with the wedge filter 

inserted [a], and that with the wedge filter retracted [b]; i.e. display [a] 
and [b], 
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or ii) the pre-selected number of dose monitor units with the wedge filter 
inserted [a], and the ratio [a]/[a+b] of the number of dose monitor units with 
the wedge filter inserted to the total number of dose monitor units, i.e. 
display [a] and [a]/[a+b], 

or iii) the total number of pre-selected dose monitor units, [a+b], and that with the 
wedge filter inserted, [a]; i.e. display [a +b] and [a]. 

Compliance is checked as follows: 

a) Site test grade B - Procedure: attempt irradiation without selecting a specific wedge 

FILTER Or "no WEDGE FILTER". 

b) Site test grade B - Procedure: verify functioning of displays for all selections available. 

c) Site test grade B - Procedure: attempt irradiation for all non-agreeing selections. 

d) Site test grade B - Procedure: inspect wedge filters for identity markings; verify that 
displays agree. 

e) Site test grade B - Procedure: attempt irradiation with a wedge filter incorrectly 
positioned. 

f) Site test grade B - Procedure: verify that the indication of the thin end of the wedge filter 
can be seen clearly and that the orientation is correct. 

g) Site test grade B - Procedure: verify, for all angles of insertion and for three positions of 
displacement, that the indication of the orientation of the thin end of the wedge filter and 
its displacement(s) is/are displayed in both locations. 

h) Site test grade B - Procedure: verify operation of the displays. 

29.1.9 Electron beam applicators and trays for radiation beam modifying devices 

a) When selection of any operating condition requires action in the treatment room and at 
the TCP, selection at one location shall not give a display at the other until the selection in 
both locations has been completed. 

b) Irradiation shall be prevented 

1) if the selection made in the treatment room does not agree with the selection at the 

TCP, 

2) until a specific electron beam applicator and/or tray for a radiation beam modifying 
device has been selected at the tcp, 

3) if the selected electron beam applicator and/or tray for a radiation beam modifying 
device is incorrectly positioned. 

Compliance is checked as follows: 

a) Site test grade B - Procedure: verify functioning of displays for at least two of the 
selections available. 

b) Type test grade A - Statement regarding identification, selection and coding of electron 
beam applicators and trays for radiation beam modifying devices, and of the associated 
interlocks providing for the correct displays and preventing irradiation when selection 
or positioning is incorrect. 
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b) Site test grade B - Procedure: attempt irradiation 

1) for at least two non-agreeing selections, 

2) without selecting a specific electron beam applicator and/or tray for a radiation 
beam modifying device, 

3) with an incorrectly positioned electron beam applicator or tray for a radiation beam 
modifying device. 

29.1.10 Control of equipment use 

NOTE - 29.1.15 g) permits designated passwords as alternatives to key control when control is effected by pess. 

a) Key control shall 

1) permit unlocking and switching on of the equipment to the stand-by STATE, and from 
there to the preparatory state. After the selection of all treatment parameters has 
been completed, the ready state may be achieved without further operation of the key, 
but irradiation shall be prevented until enabled by a removable dedicated mechanical 
key. The selected conditions shall be indicated at the TCP (see also 29.1.1 1), 

2) select the mode for normal use, all service modes, all other modes and the locked-off 

condition. 

b) The condition of external interlocks shall be indicated at the TCP. 

c) Means shall be provided for an aural indication of the ready state to be given in the 
treatment room, and for an indication of the ready state to be given at other locations. 

d) During irradiation, in addition to the display of radiation type required by 29.1.4d), there 
shall be a display at the tcp to indicate irradiation; means shall be provided for this 
display to be given at other locations. The aural indication of the ready state in the 
treatment room and its indication elsewhere, required in c) above, shall continue during 
irradiation; the tone may be changed. 

e) The instructions for use shall contain the following: 

1) details of the facilities provided for the connection of external interlocks that prevent, 
terminate, or interrupt irradiation from selected locations, e.g. if treatment room 
doors or other means of access to controlled areas have not been closed, or are 
opened; and also the facilities required by d) above; 

2) advice that the resetting of the external interlocks required in 1) above should be 
possible only from inside the controlled areas that they protect, e.g. by using a time 
delay device to permit exit and door closure after checking that, apart from the patient, 
no one remains in the controlled areas; 

3) a list of the interlocks that are resettable only by the use of removable dedicated 
mechanical key(s); 

NOTE - Any dedicated mechanical key in e) 3) above, is additional to that required by 29.1 .10 a) 1). 

4) the conditions to be complied with by the user to ensure the correct functioning of: 

• the external interlocks; 

• the aural indications in the treatment room during the ready state and 

irradiation; 

• the display, at other locations, of the indications of the ready state and of ionizing 
radiation. 
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Compliance is checked as follows: 

a) Site test grade B - Procedure: for 1) and 2), verify that key control is provided and 
that each selected state and condition is indicated in turn at the tcp; verify the 
functioning of the dedicated mechanical key. 

b) c) d) Site test grade B - Procedure: verify, as appropriate, visual and aural indications. 

e) Type test grade A - Statement regarding connection of the interlocks, conditions 

for user compliance, advice regarding resetting external interlocks and the list of 
interlocks resettable only by dedicated mechanical keys. 

e) Site test grade B - Procedure: verify functioning and resetting of external 

INTERLOCKS. 

29.1.11 Starting conditions 

NOTE - 29.1,15 g) permits designated passwords as alternatives to key control when control is effected by pess. 

It shall be possible to start irradiation in normal use only by operator action at the tcp when 
the ready state is indicated and after enablement by the dedicated mechanical key (see 
29.1.10a)1)). 

Compliance is checked as follows: 

Type test grade A - Statement regarding irradiation in normal use initiated only from the 

TCP. 

29.1.12 Interruption of irradiation 

a) It shall be possible to interrupt irradiation and movements of the equipment 
simultaneously, at any time, from the tcp and from other locations as specified in the 
instructions for use. 

b) After an interruption of irradiation, without any change to, or re-selection of, the 
operating parameters existing immediately before the interruption of irradiation, it shall 
be possible to re-start irradiation, but only from the tcp. 

c) If a change is made to any operating parameter during interruption of irradiation, the 
equipment shall assume: 

- either the preparatory state, 

- or the termination of irradiation state, 

- except, when the conditions existing immediately before the interruption of irradiation 
have been reinstated, tt should be possible to resume irradiation; for example if, in 
order to assist or verify the position of the patient, it is necessary to enter the 
treatment room, move the gantry, patient, or patient support, then, when all the 
conditions existing before interruption of irradiation are reinstated, it should be 
possible to resume irradiation without reselection of the original treatment parameters. 
Conditions and tolerances allowable under this exception, in addition to those given in 
29.1,6f), shall be given in the instructions for use. 

Compliance is checked as follows: 

a) Type test grade A - Statement regarding interruption of irradiation from other locations 
and recommended site tests peculiar to individual equipments. 
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a) Site test grade B - Procedure: at one energy for each radiation type 

1) verify the simultaneous interruption of irradiation and movements from: 

• the tcp, 

• from any other location provided; 

2) perform other tests as may be recommended by the manufacturer. 

b) Site test grade B - Procedure: at one energy for each radiation type, verify the restart of 

irradiation after interruption of irradiation. 

c) Type test grade A - Statement regarding the conditions allowable under the exception. 
c) Site test grade B - Procedure: at one energy for each radiation type 

1) verify the transition to the preparatory state or to termination of irradiation, 

2) initiate irradiation; interrupt irradiation and change the position of the gantry and 
patient support reinstate their original positions and recommence irradiation; the 
tolerances to be applied for reinstatement are those given in 29. 1.6f). 

29.1.13 Termination of irradiation 

a) it shall be possible to terminate irradiation and movements at any time from the tcp and 
from other locations as specified in the instructions for use. 

b) During radiotherapy, if any operating parameter is adjusted, termination of irradiation 
shall occur. The values of parameters may only be adjusted during radiotherapy as a 
result of having been pre-programmed before the start of irradiation, or except as may be 
permitted in 29.1.12c). 

Compliance is checked as follows: 

a) Type test grade A - Statement regarding termination of irradiation from other locations. 

a) Site test grade B - Procedure: verify, at one ENERGY for each radiation TYPE, 
termination of irradiation and movements from the TCP and any other location provided. 

b) Site test grade B - Procedure: verify termination of irradiation when any one of the 
operating parameters is adjusted during radiotherapy. 

29.1.14 Abnormal TERMINATION OF IRRADIATION 

NOTE - 29.1 . 15g) permits designated passwords as alternatives to key control when control is effected by PESS. 
If termination of irradiation has occurred by any means other than normal operation of the 

DOSE MONITORING SYSTEM 

a) a specific display shall be given at the tcp. In equipment with a visual display terminal, 
data shall be displayed regarding the cause of each termination of irradiation; the 
instructions for use shall contain details of warnings of associated potential safety 
hazards, 

b) further irradiation shall not be achievable without resetting the interlock causing the 
abnormal termination of irradiation by the use of a designated mechanical key at the 

TCP. 
NOTE - The designated mechanical key of b) above, is additional to that referred to in 29.1.10a)1). 
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Compliance is checked as follows: 

a) Type test grade A - Statement regarding warnings given of potential safety hazards. 

a) Site test grade C - Principle: verification of functioning of the display by activation of 
interlocks to cause unplanned termination of irradiation. 

b) Type test grade A - Statement regarding interlocks that are resettable only by use of the 
designated mechanical key. 

b) Site test grade C - Principle: causation of termination of irradiation by specified 
means, followed by attempted initiation of irradiation without the use of a designated 
mechanical key. 

29.1 .15 Programmable electronic subsystems 

a) The safety provisions of this standard shall apply to any pess the failure of which may 
produce a safety hazard. 

b) Software and firmware control programmes shall be secured against access or modification 
without authorization from the manufacturer. 

NOTE - Unauthorized access to software or firmware could create hazardous conditions, make the equipment 
non-compliant with the requirements of this standard, and give the manufacturer good reason to refute 
warranty claims. 

c) Prevention or termination of irradiation, and the stopping of movements, shall occur 
when a pess that is part of a monitoring, measuring or control device fails to maintain its 
safety function. 

d) There shall be only manual control for the initiation of irradiation; thereafter, pre- 
programmed control of irradiation and movements by pess is permitted. 

e) The manual control for the initiation of irradiation and the controls for interruption or 
termination OF IRRADIATION and movements required by 29.1.1 1, 29.1.12 and 29.1.13, shall 
be hard-wired and independent of any pess. 

f) Devices under pess control, designed to set up or pre-position equipment parts from data 
supplied by a computer-based information file or other means of input, shall provide means 
for the comparison of the actual setting of the equipment parameters with those of the input 
data; irradiation shall be prevented when any difference exceeds the specified and 
pre-defined limits set by the user in accordance with instructions and data given in the 
instructions for use. 

g) When control is effected by pess, designated passwords are permitted alternatives for 
enabling or disabling functions where, in other types of control systems, a key control or 
designated (mechanical) key is required, e.g. 29.1.10, 29.1.11 and 29.1.14b). 

h) The design, test and configuration control of pess shall be in accordance with IEC 60601-1-4. 
NOTE - See statement in 1.5.104 regarding this subclause and IEC 60601-1-4. See also 52.1. 

Compliance is checked as follows: 

Type test grade A - Statement regarding the philosophy and realisation of safe operation 
using pess. 

Site test grade C - Principle: verification of correct functioning as specified by the 
manufacturer. 
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29.2 Protection against stray radiation in the radiation field 

29.2.1 Stray X-radiation during electron irradiation 

The percentage absorbed dose on the reference axis due to X-radiation at a depth of 
100 mm beyond the practical electron range shall not exceed the values given in table 103 
and as set out in figure 101 6) 

The measurement shall be made in a phantom, the incident surface being normal to the 
reference axis at ntd and dimensioned at least 5 cm more than the radiation field; its depth 
to be at least 5 cm more than the depth of measurement. 

Compliance is checked as follows: 

Type test grade A - Statement regarding percentage stray X-radiation during 

ELECTRON IRRADIATION for all ELECTRON BEAM APPLICATORS and ENERGIES. 

Site test grade B - Procedure: perform measurements, as described, at maximum square 

RADIATION FIELD and at all ENERGIES. 

Table 103 - Limits of stray X-radiation during electron irradiation 

(see figure 101) 



Electron energy MeV 


1 


15 


35 


50 


% STRAY X-RADIATION 


3 


5 


10 


20 



29.2.2 Relative surface dose during X-irradiation 

With a radiation field of 30 cm x 30 cm, or the largest available square radiation field less 
than 30 cm x 30 cm, the relative surface dose shall not exceed the values given in table 104 
and as set out in figure 102. 

The measurement shall be made in a phantom dimensioned and positioned as in 29.2.1. All 
radiation beam modifying devices removable without the use of tools shall be removed from 
the radiation beam. All field flattening filters shall remain in their specified positions. 

Compliance is checked as follows: 

Type test grade B - Procedure: verify relative surface dose for all energies, as specified 
above. 

Site test grade B - Procedure: verify relative surface DOSE for all ENERGIES, as SPECIFIED 
above. 



See ICRU, Report 35: section 3.3 (Energy); 3.3.2.3 (Range measurements); 9.2.6.1 (X-ray contamination); etc. 
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Table 104 - Limits of relative surface dose during X-jrradiation (see figure 102) 



Electron energy MeV 


1 


2 


5 


8 10 30 


40 to 50 


% RELATIVE SURFACE DOSE 


80 


70 


60 


50 


65 j 



29.2.3 Stray neutron radiation 

This requirement shall apply only when the energy of the electrons anywhere exceeds 
10 MeV. 

An estimate of the neutron energy distribution and a value for stray neutron radiation shall 
be derived from measurements, averaged over a cross-sectional area not exceeding 800 cm 2 , 
of either: 

• the neutron absorbed dose at the isocentre, as a percentage of the X-radiation 
absorbed dose measured on the reference axis at the isocentre in a 10cmx 10 cm 
radiation field, or 

• the maximum neutron fluence rate to be expected at the isocentre for a stated 
X-radiation absorbed dose rate. 

Compliance is checked as follows: 

Type test grade C - Principle: for all energies of X-radiation or, if X-radiation is not 
available, for the energy of electron radiation producing the maximum absorbed dose or 
maximum fluence rate due to stray neutron radiation, performance of measurements to 
obtain the data required. The method, conditions and results of determination for the chosen 
alternative shall be stated; account shall be taken of the pulsed nature of the radiation, the 
neutron energy spectrum, the effects of the accompanying X-radiation and of neutron 
radiation scattered from surrounding structures. 

29.3 Protection against radiation in the patient plane outside the radiation field 

For equipment delivered with an added filter, if operation with and without the added filter 
can be achieved, the requirements of this subclause shall be satisfied for both conditions. 

The boundaries applying to the requirements of this subclause are shown in figure 103. 

29.3.1 Leakage radiation through beam limiting devices 

NOTE 1 - All measurements of leakage radiation exclude the area of the residual rectangular radiation field. 

NOTE 2 - In equipment using a primary, non-adjustable, bld for protective shielding in the region between the 
target/electron radiation window and the adjustable blds, M is the area at ntd on a plane perpendicular to 
the reference axis of the geometrical projection of the distal end of that primary bld, as seen from the centre of 
the front surface of the target/electron radiation window (for the definition of M-, , see 29.3.1.2a)). 

NOTE 3 - The ntds for the electron radiation and X-radiation modes may differ in the same electron 
accelerator, thus area M may differ for this reason as well as that stated in 29.3.1 .2a) below. 
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NOTE 4 - A multi-element bld comprises a specified number of radiation attenuating structures, assembled and 
controlled to define a radiation field; such an assembly is sometimes referred to as a multileaf collimator. 
A supplementary multi-element bld is one that, at choice, may be a temporary or a permanent addition to an 

existing bls 

29.3.1.1 X-RADIATION 

Measurements of leakage radiation through all combinations of blds shall be made with any 
residual aperture shielded by at least two tenth-value layers of X-radiation absorbing 
material 7 '. For non-overlapping blds, measurements shall be made at minimum radiation 
field size. 

Adjustable or interchangeable blds shall be provided. Where any set or combinations of blds 
(including any multi-element blds) can overlap, these requirements shall apply to each 
independent set or combination measured together at the same time: 

a) each bld shall attenuate X-radiation such that anywhere in the area M, excepting the 
residual rectangular radiation field, the absorbed dose due to leakage radiation does 
not exceed 2 % of the maximum absorbed dose measured on the reference axis at ntd 
in a 10 cm x 10 cm radiation field; 

b) for radiation fields of any size, the average absorbed dose D lx , due to leakage 
radiation through the blds in the area M, shall not exceed 0,5 % of the maximum 
absorbed dose on the reference axis at ntd in a 10 cm x 10 cm radiation field; 

c) when a multi-element bld is provided that by itself does not comply with the requirements 
of a) and b) above, and consequently requires adjustable or interchangeable blds in order 
to comply, these shall be adjusted automatically to provide the minimum size rectangular 
radiation field surrounding the radiation field defined by the multi-element bld; 

d) leakage radiation through the parts of a multi-element BLD that project into the rectangular 
radiation field formed by the automatically adjustable blds referred to in c) above shall 
not exceed 5 % of the maximum absorbed dose measured on the peference axis at ntd 
m a 10 cm x 10 cm radiation field. 

Compliance is checked as follows: 

a) Type test grade B - Procedure: 

1) locate the area of maximum leakage radiation from the evaluation of direct or 
indirect radiograms produced at maximum X-radiation energy and at ntd, for bld 
settings of maximum radiation field size FX max by minimum radiation field size FY mm . 
Repeat for settings of FX mn by FY max ; 

2) perform a radiation detector measurement at the point of maximum leakage 
radiation. The cross-sectional area of the radiation detector shall not exceed 1 cm 2 ; 
the measurement shall be made in a phantom at the depth of absorbed dose 
maximum. Repeat for all X-radiation energies. 

a) Site test grade B - Procedure: perform a radiation detector measurement as described 
in the type test data for a) 2) above, at the X-radiation energy corresponding to the 

maximum leakage radiation. 



See ICRP 33 (234 et seq. 
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b) Type test grade B - Procedure: perform radiation detector measurements as in a) 2) 
above, at each of the 24 points shown in figure 104, for symmetrical settings of the blds at 
maximum field size FX max by minimum field size FY mln . Determine D LX , the average of all 
these measurements, as a percentage of the maximum absorbed dose measured on the 
reference AXIS at ntd in a 10 cm x 10 cm radiation field. Repeat for symmetrical settings 
of FX min by FY max . Repeat for all X-radiation energies. 

b) Site test grade B - Procedure: perform a radiation detector measurement at the 
position of, and under the same conditions as, the highest value of leakage radiation 
given in type test b) above. 

c) Type test grade B - Procedure: use direct or indirect radiograms to demonstrate the 
capability of automatic adjustment of the adjustable or interchangeable blds. 

c) Site test grade B - Procedure: use direct or indirect radiograms to confirm the 
automatic adjustment capability. 

d) Type test grade B - Procedure: 

1) close up all the elements of an opposed pair of multi-element assemblies symmetrically 
to give the minimum aperture. Open two pairs of elements, one fully and the other 
partially, furthest away from the reference axis. From the evaluation of direct or 
indirect radiograms, locate the point of maximum leakage radiation outside the now 
T-shaped residual minimum aperture. Repeat for all X-radiation energies; 

2) perform radiation detector measurements under the conditions given in the type test 
data for a) 2) above. 

d) Site test grade B - Procedure: perform a radiation detector measurement at the 
position of, and under the same conditions as, the highest value of leakage radiation 
given in the type test a) 2) above. 

29.3.1.2 Electron radiation 

a) Adjustable or interchangeable blds, and/or electron beam applicators shall be provided. 
Each bld and/or electron beam applicator shall attenuate all ionizing radiation 
(excluding neutron radiation) incident on the blds, electron beam applicators and 
other parts of the radiation head, and limit scattered radiation outside the electron 
radiation field, either in the area M, or in the area M 10 which includes M and any area 
outside M that results from extending the periphery of the geometrical radiation field by 
10 cm, so that 

NOTE - Hereinafter, including 29.3.2, M represents M or M10, whichever is applicable. 

1) the absorbed dose, as a percentage of the maximum absorbed dose on the 
reference axis at ntd, shall not exceed a maximum of 10 % in the area between a line 
2 cm outside the periphery of the geometrical radiation field and the boundary of M, 
and 

2) the average absorbed dose D le , due to leakage radiation in the area between a line 
4 cm outside the periphery of the geometrical radiation field and the boundary of the 
area M, shall not exceed the limits of allowable leakage radiation, which are 1 % for 
electron energies up to and including 10 MeV, rising to 1,8 % for electron energies 
from 35 MeV to 50 MeV, as shown in figure 105. 

Measurements of leakage radiation shall be made with the electron beam directed into 
air, using a radiation detector of cross-sectional area not exceeding 1 cm 2 , suitably 
protected against radiation that has been scattered from material beyond the radiation 
detector. 
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b) The absorbed dose measured at 2 cm outside the surface of the volume containing the 
body of any electron beam applicator from its distal end to within 10 cm of the 
enclosure shall not exceed 10 % of the maximum absorbed dose on the reference axis 

at NTD. 

c) When blds for X-irradiation are used as part of a bls for electron irradiation, they shall 
be interlocked to prevent electron irradiation when their actual position differs from the 
required position by more than 10 mm at ntd. 

Compliance is checked as follows: 

a) 1) Type test grade B - Procedure: 

• produce radiograms at ntd, with 10 mm of tissue equivalent material as build 
up, using electron beam applicators/blds of all sizes, at their corresponding 
maximum and minimum energies. Locate the (single) point of maximum absorbed 
dose in the area between the line 2 cm outside the geometrical radiation field 
and the periphery of the area M; 

• perform a radiation detector measurement at the (single) point, located above, 
under the same conditions used for obtaining the radiograms; the absorbed dose 
shall not exceed 10 % of the maximum absorbed dose on the reference axis at 
ntd. 

a) 2) Type test grade B - Procedure: perform radiation detector measurements, under the 
same conditions as in a) 1) above, at 2 cm intervals along the eight line-segments of 
the area M (see figure 106), from points 5 cm outside the periphery of the geometrical 
radiation field (5 x -J2 cm on the diagonals) to the boundary of M. Determine D LE , the 
average value of the radiation detector readings as a percentage of the maximum 
absorbed dose on the reference axis at ntd, for each electron beam 
applicator/bld. 

a) Site test grade B - Procedure: perform radiographic film and radiation detector 
measurements, at the worst case combination of electron beam applicator and 
electron energy specified in the type test data from a) 2) above. 

b) Type test grade B - Procedure: measure the absorbed dose at 2 cm from the surface 
of all electron beam applicators at their specified maximum and minimum energies. 

b) Site test grade B - Procedure: perform a single measurement at the point of maximum 
leakage radiation derived from the type test data. 

c) Type test grade A - Statement regarding interlocks preventing electron irradiation 
when the X-radiation blds are incorrectly positioned by more than 10 mm at ntd. 

c) Site test grade C - Principle: verification of functioning of the interlock that prevents 

electron irradiation if the X-radiation blds are incorrectly positioned. 

29.3.2 Leakage radiation (excluding neutrons) outside the area M 

The equipment shall be provided with protective shielding that attenuates ionizing radiation 
so that, in a plane circular surface of radius 2 m centred on and orthogonal to the reference 
axis at the isocentre, and excluding the area M, the absorbed dose due to leakage 
radiation, excluding neutrons, shall not exceed 
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a) a maximum of 0,2 %, and 

b) an average of 0,1 %, 

of the maximum absorbed dose measured at the centre of the plane in a 10 cm x 10 cm 

RADIATION FIELD. 

To avoid leakage radiation through the blds from influencing the measurements, the blds 
shall be closed to minimum aperture and, where necessary, suitable absorbing material added 
so that the area M is protected by a total of at least three tenth-value layers from the 

X-RADIATiON BEAM. 

Compliance is checked as follows: 
Type test grade B - Procedure: 

a) with axis 1 at 0°, 90° or 270°, and axis 4 at 0° (see figure 108), determine points of high 

LEAKAGE RADIATION at all X-RADIATION ENERGIES and at the highest ENERGY Of ELECTRON 

radiation. Perform radiation detector measurements at these points to obtain the value 
of the maximum percentage absorbed dose due to leakage radiation. Use may be made 

Of DIRECT Or INDIRECT RADIOGRAMS Or Of RADIOGRAPHIC FILMS; 

b) assess the results obtained from a) and, using the combination of conditions giving the 
highest leakage radiation, perform radiation detector measurements at the 24 positions 
shown in figure 107; these shall be averaged over a radiation detector area up to, but not 
exceeding, 100 cm . The average of the 24 measurements shall be used to determine the 
value of average percentage absorbed dose due to leakage radiation. 

Site test grade C - Principle: performance of radiation detector measurements at the 24 
positions shown in figure 107 under the conditions identified for type test b). 

29.3.3 Leakage neutron radiation outside the area M 

This requirement shall apply only when the energy of the electrons incident on target or 
electron radiation window exceeds 10 MeV. 

Under conditions of normal use, the absorbed dose due to neutrons outside the area M, in 
the plane defined in 29.3.2, shall not exceed a maximum of 0,05 % and an average of 0,02 % 
of the X-radiation absorbed dose in a 10 cm x 10 cm radiation field, at the point of 
intersection with the reference axis. Values of absorbed dose shall be averaged over areas 
not exceeding 800 cm 2 . 

Compliance is checked as follows: 

Type test grade B - Procedure: for all energies of X-radiation or, if X-radiation is not 
available, for the energy of electron radiation producing the maximum absorbed dose or 
maximum neutron fluence rate due to stray neutron radiation, perform measurements and 
record the method, conditions and results. Calculate the average value and indicate the areas 
where the 0,02 % is exceeded. Account shall be taken of the pulsed nature of the radiation, 
the neutron energy spectrum, the effects of the accompanying X-radiation and the neutron 
radiation scattered from surrounding structures. Neutron measurements shall be made with 
the blds fully closed. 
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29.3.4 Leakage radiation under fault conditions 



Means shall be provided to terminate irradiation if the electron beam is not correctly 
incident on the target or electron radiation window. In the plane defined in 29.3.2, when the 
absorbed dose rate due to leakage radiation outside the area M exceeds the equivalent of 
five times the limits specified in 29.3.2, termination of irradiation shall occur. The 
absorbed dose rate due to leakage radiation shall be averaged over not more than 10 s and 
expressed as a percentage of the absorbed dose rate on the reference axis under the fault 
conditions, in a 10 cm x 10 cm radiation field. 

Compliance is checked as follows: 

Type test grade C - Principle: verification of the functioning of the means to terminate 

IRRADIATION, or 

Type test grade A - Statement regarding how this requirement is met and verified. 

Site test grade C - Principle: verification of termination of irradiation under fault 
conditions. 

29.4 Radiation safety for patients and others 

NOTE - The plan view boundaries applying to the requirements of this subclause are shown in figure 103. 

29.4.1 Leakage X-radiation outside the patient plane 

a) Except within the volume formed by a plane of radius 2 m, centred on and orthogonal to the 
reference axis at the isocentre and the boundary for measurement shown in figure 103 
(elevation view) the absorbed dose due to leakage X-radiation, at 1 m from 

- the path of the electrons between the electron gun and the target or electron 
radiation window, and 

- the reference axis, 

shall not exceed 0,5 % of the maximum absorbed dose measured on the reference axis 
at ntd in a 10 cm x 10 cm radiation field. 

b) Areas investigated in a) above which 

- can come into close proximity with the patient during irradiation, and 

- where the leakage X-radiation at 5 cm from the surface of the enclosure can exceed 
0.5 % of the maximum absorbed dose, 

shall be specified in the technical description with their related levels of absorbed dose 
and conditions of measurement. 

Compliance is checked as follows: 

a) Type test grade B - Procedure: for all energies of X-radiation and for the highest energy 
of electron radiation, use radiograms to identify points of high leakage X-radiation. 
Perform radiation detector measurements, averaged over an area not exceeding 
100 cm 2 , at these points. The build up at the radiation detector for points of high leakage 
X-radiation shall be equivalent to that used for the measurement of the maximum 

ABSORBED DOSE. DIRECT or INDIRECT RADIOGRAMS, or RADIOGRAPHIC FILMS may be USed. 
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b) Type test grade B - Procedure: using the data obtained in a) above, perform radiation 
detector measurements, averaged over an area not exceeding 10 cm 2 , at identified 
points 5 cm from the surface of the enclosure; record the expected levels of leakage 
X-radiation exceeding 0,5 %, their positions and the related conditions. 

a) b) Site test grade B - Procedure: perform radiation detector measurements at three 
points of highest leakage X-radiation, identified in type tests a) and b) above, using 
the conditions recorded. 

29.4.2 Leakage neutron radiation outside the patient plane 

This requirement shall apply only when the energy of the electrons at the electron 
radiation window or target exceeds 10 MeV. 

Except within the volume defined in 29.4.1a), and under the same conditions, the absorbed 
dose due to leakage neutron radiation shall not exceed 0,05 % of the maximum absorbed 
dose due to electron radiation or X-radiation. 

Measurements, averaged over areas not exceeding 800 cm 2 , shall be made under conditions of 

normal use but with the blds fully closed. 

Compliance is checked as follows: 

Type test grade C - Principle: performance of measurements at the highest X-radiation 
energy or, if there is only electron radiation available, at the electron radiation energy 
producing the maximum absorbed dose or maximum neutron fluence rate due to stray 
neutron radiation. Account shall be taken of the pulsed nature of the radiation, the neutron 
energy spectrum, the effects of the accompanying X-radiation and neutron radiation 
scattered from surrounding structures. 

29.4.3 Emission of ionizing radiation after termination of irradiation, 
due to INDUCED radioactivity 

This requirement shall apply only when the energy of the electrons at the target or 
electron radiation window exceeds 10 MeV. 

a) The ambient dose equivalent 8 ', H*(d), due to ionizing radiation from the equipment at the 
end of a 4 h series of irradiations of 4 Gy at the maximum specified absorbed dose 
rate, separated by off periods of 10 min, shall not exceed the following values when 
accumulated over a period of 5 min starting 10 s after the final termination of irradiation: 

• 10 ^iSv at any readily accessible place 5 cm from the surface of the enclosure, and 

• 1 u.Sv at 1 m from the surface of the enclosure. 

Alternatively, the ambient dose equivalent rate measured during the period starting 10 s 
after the final termination of irradiation and extending to not more than 3 min from that 
time, shall not exceed the following values: 

• 200 n.Sv x rr 1 at any readily accessible place 5 cm from the surface of the enclosure, 
and 

• 20 u.Sv x h~ 1 at 1 m from the surface of the enclosure. 



' See ICRU, Report 39: section 3.1.1 etc., or ICRU Report 51: section 1.4.3.1.1, and ICRP 60: A. 14, A. 14.1. 
(A. 27) etc. 
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b) Precautions that should be taken during servicing and disposal (e.g. limitations to the 
handling time of parts that may exhibit radioactivity, and compliance with national and 
international regulations regarding disposal and transport of material exhibiting 
radioactivity) shall be specified in the technical description (see 6.8.2J)). 

Compliance is checked as follows: 

a) Type test grade B - Procedure: perform and record method, results and positions, of dose 
measurements averaged over an area not exceeding 10 cm 2 at a distance of 5 cm from 
the surface of the enclosure, and not exceeding 100 cm 2 at a distance of 1 m from the 
surface, under the following conditions: 

• maximum X-radiation energy or, if X-radiation is not available, the energy of 

ELECTRON RADIATION used in TYPE TEST 29.3.3; 

• RADIATION FIELD 10 Cm X 10 Cm. 

b) Type test grade A - Statement regarding precautions to be taken during servicing and 
disposal (see 6.8.2 j)) 

29.4.4 Retractable radiation beam shield (see 6.8.2 j)) 

Any retractable radiation beam shield shall be interlocked for correct position during 
irradiation. 

Compliance is checked as follows: 

Type test grade A - Statement regarding interlock preventing incorrect operation. 

Site test grade B - Procedure: attempt to irradiate with the beam shield incorrectly 
positioned. 

29.4.5 Adventitious ionizing radiation 

NOTE - Clause 29 of the General Standard has been replaced. This is a replacement subclause for 29.2. 

For equipment or equipment parts not intended to produce ionizing radiation for radio- 
therapy and which form part of an electron accelerator, ionizing radiation emitted by 
thermionic valves excited by voltages exceeding 5 kV shall not produce an ambient dose 
equivalent, r-T(d)) f exceeding 5 u.Sv in 1 h at a distance of 5 cm from any accessible surface. 

Compliance is checked as follows: 

Type test grade B - Procedure: perform and record method, positions and results of 
measurements, averaged over an area not exceeding 10 cm 2 , in order to assess the dose due 
to small angle beams; use a radiation detector suitable for the energy of the emitted 
radiation. 

Controls and adjustments are set at the position resulting in the maximum emission of 
X-radiation. Single failures of components causing the least favourable situation are provoked 
in turn. 



43 



IS 13450 (Part 2/Sec 1) : 2007 
lEC 60601-2-1 : 1998 

36 Electromagnetic compatibility 

Replacement: 

The requirements and tests of lEC 60601-1-2, with the additions given in 36.201.1, 36.202 and 
36.202.2 below, shall apply to electron accelerators and their integral ite (information 
technology equipment). 

The site(s) used for measurements shall be typical of those generally used for the installation 
of electron accelerators; they may be those of users or of the manufacturer. Any 
allowances made shall be justified and included in the accompanying documents. 

36.201 Emissions 

36.201.1 Radio-frequency (RF) emissions 

Addition: 

aa) The requirements for compliance shall be those applying to CISPR 11, designated 
Group 1, Class A, permanently installed equipment. 

bb) For radio-frequency emissions, the attenuation of electromagnetic disturbances by 
structures within the bounds of the exterior walls from which measurements are made at 
a distance, shall be regarded as though this attenuation was due to the inherent 
attenuation of the equipment. 

Compliance is checked by measurements, made in accordance with lEC 60601-1-2, at 30 m 
from the exterior walls of the building containing the location in which the equipment has been 
installed. 

36.202 Immunity 

Addition: 

aa) The requirements for compliance shall be those applying to permanently installed 
equipment. 

36.202.2 Radiated radio-frequency electromagnetic fields 

Addition: 

aa) For immunity to radio-frequency electromagnetic fields, the attenuation provided by the 
structural protection against ionizing radiation shall be regarded as though this was due 
to the inherent attenuation of the equipment. 

Compliance is checked by tests made in accordance with lEC 60601-1-2. The test antenna 
shall be placed at 3 m from the outside of the structural protection against ionizing radiation. 

SECTION SIX - PROTECTION AGAINST HAZARDS OF IGNITION 
OF FLAMMABLE ANAESTHETIC MIXTURES 

This section of the General Standard does not apply. 
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SECTION NINE - ABNORMAL OPERATION AND FAULT CONDITIONS; 
ENVIRONMENTAL TESTS 

The clauses and subclauses of this section of the General Standard apply, except as follows; 
52 Abnormal operation and fault conditions 

52.1 Replacement: 

a) Equipment shall be so designed and manufactured that, even in sfc, no safety hazard 
exists (see 3.1 and clause 13). 

NOTE - It is assumed that equipment is operated according to the conditions of normal use, unless specified 
otherwise in the following tests. 

Compliance is fulfilled if 

- the introduction of any of the SFCs described in 52.5, one at a time, does not lead directly to 
any of the safety hazards described in 52.4. 

b) The safety of equipment incorporating programmable electronic subsystems (pess) shall 
be assessed against the requirements of IEC 60601-1-4 (see annex L). 

All relevant information regarding residual risk shall be included in the instructions for use. 

Exception: IEC 60601-1-4 shall not be applied to equipment/equipment parts when it can be shown that 
development has progressed beyond the stage where its detailed requirements cannot be applied; it 
has to be applied during project/product development and continued throughout the development life 
cycle. 

Although it will not be possible to apply IEC 60601-1-4 in retrospect to existing equipment and to those 
that have passed beyond the stage identified above, examination of the available design and process 
control data may provide substantial verification; see also 52.211.1 of IEC 60601-1-4. 

Compliance is checked by inspection of the instructions for use and of the IEC 60601-1-4 

RISK MANAGEMENT FILE. 

SECTION TEN - CONSTRUCTIONAL REQUIREMENTS 

The clauses and subclauses of this section of the General Standard apply, except as follows: 

57 Mains parts, components and layout 

57.1 Isolation from the supply mains 

a) Isolation 

Amendment: 

Amend second dash to read as follows: 

- Means for isolation, except for those circuits that have to remain connected for safety 
reasons, e.g. vacuum pumps, room lights and certain safety interlocks, shall be 
incorporated either in the equipment or externally in as many locations as may be 
considered necessary. Where such means are to be wholly or partly met by installation, the 
requirements shall be included in the technical description. 
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Compliance is checked by inspection. Where such means are wholly or partly met by 
installation, the results of the inspection should be included in the site test report. 
See also 16 *d) and *e). 
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Figure 101 - Limits of stray X-radiation during electron irradiation (29.2.1) 
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Figure 102 - Limits of relative surface dose during X-irradiation (29.2.2) 
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ure 103 - Elevation view - Application of leakage radiation requirements (29.3 and 29.4) 
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6 equispaced axes for 
RADIATION DETECTOR 
measurements 



Any residual aperture closed by 
at least two tenth-value layers 
of X-RADIATION absorbing material 



Fully opened X-axis 
BEAM LIMITING DEVICES 



24 points for measurement 
by RADIATION DETECTOR 




Fully closed Y-axis 
BEAM LIMITING DEVICES 



■ REFERENCE AXIS 



R 2 = 0,500 R 

Um »~ 



fl, = 0,866 fl 



NOTE 1 - Area M = nR 2 ; M is defined in 29.3,1 note 2. 

NOTE 2 - Dimensions relate to the patient plane at normal treatment distance. 

NOTE 3 - The second set of measurements is made with the X-axis seam limited devices fully closed and the 
Y-axis fully opened. ' 

NOTE 4 - Area M is centred on reference axis and is perpendicular to it. 

Figure 104-24 measurement points for averaging leakage radiation during X-radiation (29.3.1.1) 
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Figure 105 - Limits of leakage radiation through the beam limiting devices during electron irradiation (29.3.1.2) 
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4 equispaced axes for 

RADIATION DETECTOR 

measurements 



Periphery of area M (or M w ) 
area /Wis defined in 29.3.1, 
notes 2 et 3, and M 10 in 29.3.1 .2. a)) 




Periphery of the GEOMETRICAL 

RADIATION FIELD for the 
ELECTRON BEAM APPLICATOR 
n use (1 cm x 1 cm shown) 



Measurement 
point 



2 cm outside the periphery 
Of the GEOMETRICAL 
RADIATION FIELD 



4 cm outside the periphery 

Of the GEOMETRICAL 
RADIATION FIELD 



NOTE - Dimensions relate to normal treatment distance for the electron beam applicat 



ion in use. 



Figure 106 - Measurement points for averaging leakage radiation during electron irradiation 

(29.3.1.2) 
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RADIATION HEAD 



-REFERENCE AXIS 



RADIATION SOURCE 



^<( 7/>////////////////////////7777Z 



NORMAL TREATMENT 
DISTANCE 
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BEAM LIMITING 
DEVICE 



Adjustable 

— BEAM LIMITING 
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point 



Surface M= nR 2 
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-j Radius = [R + 0,75 (2 - fl )]m 
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NOTE - Area M is centred on reference axis and is perpendicular to it. 

Figure 107-24 measurement points for averaging leakage radiation outside area M (29.3.2) 
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Linear displacements 



9 

10 

11 

14 

15 



Vertical displacement of the patient support 
Lateral displacement of the patient support 
Longitudinal displacement of the patient support 
Dimension FX of the radiation field 
Dimension FY of the radiation field 



NOTE - For more details, see table 1 and figures 13a, 13b and 13c of IEC 61217 
of which this figure is taken. 



Rotation axis 

1 Rotation of the gantry 

4 Rotation of the beam limiting system 

5 Isocentric rotation of the patient support 

6 Eccentric rotation of the patient support 

NOTE - All movements are shown at their zero positions, except displacements 9 
and 11. 



Figure 108 - Equipment movements and scales 
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The appendices of the General Standard apply except as follows: 

Appendix L 

(normative) 

References - Publications mentioned in this standard 



Appendix L of the General Standard applies, except as follows: 

Addition: 

The following normative documents contain provisions which, through reference in this text, 
constitute provisions of this part of IEC 60601. At the time of publication, the editions indicated 
were valid. All normative documents are subject to revision, and parties to agreements based 
on this part of IEC 60601 are encouraged to investigate the possibility of applying the most 
recent editions of the normative documents indicated below. Members of IEC and ISO maintain 
registers of currently valid International Standards. 



Addition: 

IEC Standards 

IEC 60601 -1 :1988, Medical electrical equipment - Part 1: General requirements for safety 
Amendment 1: 1991 
Amendment 2: 1995 

IEC 60788:1984, Medical radiology - Terminology 

IEC 61217:1996, Radiotherapy equipment- Co-ordinates, movements and scales 



Amendment: 

Replace the reference to IEC 60601-1-4 by the following: 

IEC 60601-1-4:1996, Medical electrical equipment - Part 1: General requirements for safety 
4. Collateral Standard: Programmable electrical medical systems 
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Annex AA 

(informative) 



Terminology - Index of defined terms 



IEC 60601-1: General Standard (clause 2.n.n) N.G-2.n.n 

IEC 60601-1-N: Collateral Standard (clause 2.n.n) N.C-N-2.n.n 

IEC 60601-2-1: this Particular Standard (clause 2.1.n) N.P-2.1.n 

IEC 60788: rm-n-n 

Derived term without definition rrn -n-n+ 

Term without definition rm-n-n- 

Index of terms Source reference 

Absorbed dose rm -13-08 

Absorbed dose rate rm -13-09 

Accessible metal part N.G-2.1.2 

Accessory rm -83-06 

Accompanying documents rm -82-01 

Added filter rm -35-02 

Applied part N.G-2.1.5 

Basic insulation N.G-2.3:2 

Beam limiting device (Abbreviation: bld) rm -37-28 

Beam limiting system (Abbreviation: bls) rm -37-27 

Beam scattering filter rm -35-09 

Build up rm -12-12 

Class 1 equipment N.G-2.2.4 

Continuous operation with intermittent loading N.G-2.10.3 

Controlled area rm -63-05 

Controlling timer N.P-2.1.101 

Development life-cycle N.C-4-2. 201.1 

Direct radiogram rm -32-03 

Display/displayed rm -84-01 + 

Dose monitor unit rm -13-26 

Dose monitoring system rm -33-01 

Dose rate monitoring system rm -33-02 

Earth leakage current N.G-2.5.1 

Electromagnetic compatibility (Abbreviation: emc) N.C-2-2.203.4 

Electromagnetic disturbance N.C-2-2.203.3 

Electron rm -11-18 

Electron accelerator rm -23-01 + 

Electron beam rm -37-05 + 

Electron beam applicator N.P-2.1.102 

Electron irradiation rm -12-09 + 

Electron radiation rm -11-01 - 

Emission N.C-2-2.203.5 

Enclosure N.G-2.1.6 

Enclosure leakage current N.G-2.5.2 

Energy (See nominal energy) N.P-2.1.108 

Equipment (medical electrical equipment) N.G-2.2.15 
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Index of terms Source reference 

Field flattening filter rm -35-07 

Filter rm -35-01 

Flammable anaesthetic mixture with air N.G-2.12.15 

Flammable anaesthetic mixture with oxygen or nitrous oxide N.G-2.12.16 

Gantry N.P-2. 1.103 

Geometrical radiation field N.P-2. 1.1 04 

Hard-wired N.P-2.1.105 

Immunity N.C-2-2.203.7 

Indirect radiogram rm -32-04 

Induced radioactivity rm -12-14 

Information technology equipment (Abbreviation: ite) N.C-2-2.203.15 

Instructions for use rm -82-02 

Interlock, to interlock rm -83-05 

Interruption of irradiation, to interrupt irradiation N.P-2. 1.106 

Ionizing radiation rm -11-02 

Irradiation, to irradiate rm -12-09 

ISOCENTRE/ISOCENTRIC rm -37-32 + 

Leakage current N.G-2.5.3 

Leakage radiation rm -11-1 5 

LIGHT FIELD rm "37-09 

Mains part N.G-2.1.12 

Manufacturer rm -85-03 - 

Model OR type reference, (type number) N.G-2.12.2 

Moving beam radiotherapy N.P-2.1.107 

Neutron rm -11-17 

Neutron radiation rm -11-01 - 

Nominal energy N.P-2. 1.1 08 

Normal condition (Abbreviation: nc) N.G-2.10.7 

Normal treatment distance (Abbreviation: ntd) N.P-2. 1.109^ 

Normal use N.G-2.10.8 * 

Operator rm -85-02 

Password N.P-2.1.110 

Patient rm -62-03 

Patient auxiliary current N.G-2.5.4 

Patient support N.P-2. 1.1 11 

Permanently installed equipment N.G-2.2.17 

Phantom rm -54-01 

Preparatory state rm -84-04 

Primary dose monitoring system rm -33-03 

Primary / secondary dose monitoring combination N.P-2. 1.112 

Programmable electronic subsystem (Abbreviation: pess) N.C-4-2.201 .5 

Protective cover N.G-2.1.17 

Protective earth conductor N.G-2.6.7 

Protective earth terminal N.G-2.6.8 

Protective shielding rm -64-01 

Qualified person N.P-2. 1.1 13 



The unamended definition of IEC 60601-1:1988 applies. 
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Index of terms 



2007 



Source reference 



Radiation rm -11-01 

Radiation beam rm -37-05 

Radiation detector rm -51-01 

Radiation field rm -37-07 

Radiation head rm -20-06 

Radiation source rm -20-01 

Radiation source to skin distance rm -37-14 

Radiation type N.P-2.1.114 

Radioactivity rm -12-13 

Radiogram rm -32-02 

Radiographic film rm -32-32 

Radiological protection rm -60-03 

Radiotherapy rm -40-05 

Ready state rm -84-05 

Redundant dose monitoring combination N.P-2.1.115 

Reference axis rm -37-03 

Relative surface dose N.P-2.1.116 

Residual risk N.C-4-2.201.6 

Risk management file N.C-4-2.201.8 

Safety hazard N.G-2. 12.18 

Scattered radiation rm -11-13 

Secondary dose monitoring system rm -33-04 

Serial number N.G-2. 1-2.9 

Single fault condition (Abbreviation: sfc) N.G-2. 10. 11 

Site test N.P-2.1.117 

Specific rm -74-01 

Specified rm -74-02 

Stand-by state rm -84-03 

Stationary radiotherapy rm -42-31 

Stray radiation rm -11-12 

Supply mains N.G-2. 12. 10 

Target rm -20-08 

Tenth-value layer rm -13-43 

Termination of irradiation, to terminate irradiation N.P-2.1.118 

Tissue equivalent material rm -35-16 

To interrupt irradiation, interruption of irradiation N.P-2. 1.106 

To irradiate, irradiation rm -12-09 

To terminate irradiation, termination of irradiation N.P-2.1.118 

Transmission detector N.P-2. 1.1 19 

Treatment control panel (Abbreviation: tcp) rm -33-05 

Treatment room rm -20-23 

Treatment volume rm -37-21 

Type b applied part N.G-2. 1.24 

Type test N.P-2. 1.1 20 

User rm -85-01 

Wedge filter rm -35-10 

X-irradiation , rm -12-09 + 

X-radiation rm -11-01 - 
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AMENDMENT NO. 1 

Page 87 

29.3.1.1 X-radiation 

Replace the existing text of this subclause by the following: 

Measurements of leakage radiation through all combinations of BLDs shall be made with any 
residual aperture shielded by at least two tenth-value layers of X-radiation absorbing 
material 7 ). For non-overlapping BLDs, measurements shall be made at minimum radiation 
field size. 

Adjustable or interchangeable BLDs shall be provided. Where any set or combinations of 
BLDs (including any multi-element BLDs) can overlap, these requirements shall apply to each 
independent set or combination measured together at the same time: 

a) each BLD (excluding those multi-element BLDs for which c) applies) shall attenuate X- 
radiation such that anywhere in the area M, excepting the residual rectangular radiation 
field, the absorbed dose due to leakage radiation does not exceed 2 % of the maximum 
absorbed dose measured on the reference axis at NTD in a 10 cm x 10 cm radiation 
field; 

b) for radiation fields of any size, the average absorbed dose D lx , due to leakage 
radiation through the BLDs, including multi-element BLDs, in the area M, shall not 
exceed 0,75 % of the maximum absorbed dose on the reference axis at NTD in a 
10 cm x 10 cm radiation field. If this limit is exceeded when areas of greater than 
300 cm 2 at NTD are protected by multi-element BLDs, the conditions under which the limit 
is exceeded and the extent to which the limit is exceeded shall be stated in the 
accompanying documents; 

c) when a multi-element BLD is provided that by itself does not comply with the requirements 
of a) and b) above, and consequently requires adjustable or interchangeable BLDs in 
order to comply, these shall be adjusted automatically to provide the minimum size 
rectangular radiation field surrounding the radiation field defined by the multi-element 
BLD; 

d) the absorbed dose due to leakage radiation through the parts of a multi-element BLD 
that project into the rectangular radiation field formed by the automatically adjustable 
BLDs referred to in c) above shall not exceed 5 % of the maximum absorbed dose 
measured on the reference axis at NTD in a 10 cm x 10 cm radiation field. 

Compliance Is checked as follows: 

a) TYPE TEST grade B - Procedure: 

1) locate the area of maximum leakage radiation from the evaluation of direct or 
indirect radiograms produced at maximum X-radiation energy and at NTD, for BLD 
settings of maximum radiation field size FX max by minimum radiation field size 
FY min . Repeat for settings of FX min by FY max ; 

2) perform a radiation detector measurement at the point of maximum leakage 
radiation. The cross-sectional area of the radiation detector shall not exceed 1 cm 2 ; 
the measurement shall be made in a phantom at the depth of the absorbed dose 
maximum. Repeat for all X-radiation energies. 

a) Site test grade B - Procedure: perform a radiation detector measurement as described 
in the type test data for a) 2) above, at the X-radiation energy corresponding to the 
maximum leakage radiation. 



7 ) See ICRP 33 (234 et seq.). 60 
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b) Type test grade B - Procedure: perform radiation detector measurements as in a) 2) 
above, at each of the 24 points shown in figure 104, for symmetrical settings of those 
BLDs provided to produce rectangular radiation fields at maximum field size FX max by 
minimum field size FY min . Determine D LX , the average of all these measurements, as a 
percentage of the maximum absorbed dose measured on the reference axis at NTD in a 
10 cm x 10 cm radiation field. Repeat for symmetrical settings of FX min by FY max . Repeat 
for all X-radiation energies. If a multi-element BLD exists, then open adjustable or 
interchangeable BLDs to a square radiation field of area 300 cm 2 and close the multi- 
element BLDs to the smallest opening consistent with this area (e.g. using a thin T or 
+ shaped field). Perform radiation detector measurements in the area protected by the 
multi-element BLDs. From these measurements calculate the average ABSORBED DOSE D LX 
due to leakage radiation through the BLDs, including multi-element BLDs, in the area M. 

Note The use of two-dimensional arrays of radiation detectors may shorten the time required for this test. 

b) Site test grade B - Procedure: as TYPE test. 

c) Type test grade B - Procedure: use direct or indirect radiograms to demonstrate the 
capability of automatic adjustment of the adjustable or interchangeable BLDs. 

c) Site test grade B - Procedure: use direct or indirect radiograms to confirm the auto- 
matic adjustment capability. 

d) Type test grade B - Procedure: 

1) close up all the elements of an opposed pair of multi-element assemblies symmetri- 
cally to give the minimum aperture. Open two pairs of elements, one fully and the other 
partially, furthest away from the reference axis. From the evaluation of direct or 
indirect radiograms, locate the point of maximum leakage radiation outside the now 
T-shaped residual minimum aperture. Repeat for all X-radiation energies; 

2) perform radiation detector measurements under the conditions given in the type 
test data for a) 2) above. 

d) Site test grade B - Procedure: perform a radiation detector measurement at the 
position of, and under the same conditions as. the highest value of leakage radiation 
given in the type test a) 2) above. 
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